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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Case Narrative

Unless otherwise noted, all samples included in this report were received in accordance with protocols referenced in Chapter 62-160, Florida Administrative

Code (F.A.C.). Results published in this report pertain only to the samples as submitted to, and received by the laboratory. All times in this report are adjusted

to the applicable Eastern Time Zone (EST or EDT).

Results for the following analytical groups are included in this report: Metals, Nutrients and Pesticides.
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Sample Location: Curry(Tidal)@AlbeeFarm Collection Date/Time: 04/16/2018 10:00

Field ID: G3SD0066 Matrix: W-SURF-SLT

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984846 EPA 180.1 Rev. 2.0 Turbidity 3.4 NTU  P343608

SM 2320 B-97 Total Alkalinity 118 mg CaCO3/L  P344071

SM 2540 D-97 TSS 4 I mg/L  P343879

SM 4500 F-C-97 Fluoride 0.34 mg F/L  P344073

1984848 EPA 350.1 Rev. 2.0 Ammonia-N 0.074 mg N/L  P343779

EPA 351.2 Rev. 2.0 Kjeldahl Nitrogen 1.2 mg N/L  P343634

EPA 353.2 Rev. 2.0 NO2NO3-N 0.037 mg N/L  P343844

EPA 365.1 Rev. 2.0 Total-P 0.26 mg P/L  P343714

SM 5310 B-00 Organic Carbon 16 mg C/L  P343740

1984850 EPA 365.1 Rev. 2.0

dissolved

O-Phosphate-P 0.19 mg P/L  P343580

1984910 EPA 200.7 Rev. 4.4 Iron 230 ug/L  P343702

Zinc 5.0 U ug/L  P343702

EPA 200.8 Rev. 5.4 Arsenic 1.93 ug/L  P343702

Cadmium 0.020 U ug/L  P343702

Chromium 0.40 U ug/L  P343702

Copper 1.00 ug/L  P343702

Lead 0.19 I ug/L  P343702

Nickel 0.51 I ug/L  P343702

Silver 0.010 U ug/L  P343702

Ref. Method and Comment:

SM 2540 D-97:  Batch relative percent difference is unavailable because of low analyte concentration in the QC sample.

Sample Location: Curry(Tidal)@AlbeeFarm Collection Date/Time: 04/16/2018 10:00

Field ID: G3SD0066 Matrix: W-SURF-SLT

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984891 EPA 8321B Aldicarb 0.020 U ug/L RPDP343321

Aldicarb Sulfone 0.0020 U ug/L MS, RPDP343321

Aldicarb Sulfoxide 0.0020 U ug/L RPDP343321

Carbaryl 0.0020 U ug/L RPDP343321

Carbofuran 0.0020 U ug/L RPDP343321

3-Hydroxycarbofuran 0.0020 U ug/L RPDP343321

Methiocarb 0.0020 U ug/L RPDP343321

Methomyl 0.0020 U ug/L RPDP343321

Oxamyl 0.0020 U ug/L RPDP343321

Propoxur 0.0020 U ug/L  P343321

1984892 2,4-D 0.0051 I ug/L  P343321

Bentazon 0.0055 ug/L  P343321

MCPP 0.0020 U ug/L  P343321

Triclopyr** 0.0040 U ug/L  P343321

Imidacloprid 0.014 J ug/L MS, RPDP343321

Diuron 0.0080 J ug/L RPDP343321

Pyraclostrobin** 0.0020 UJ ug/L MS, RPDP343321

Primidone** 0.0059 IJ ug/L MS, RPDP343321
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Field ID: G3SD0066 Matrix: W-SURF-SLT

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984892 EPA 8321B Linuron 0.0040 U ug/L  P343321

Acetaminophen** 0.0080 UJ ug/L MS, RPDP343321

Fenuron 0.016 UJ ug/L RPDP343321

Imazapyr** 1.5 ug/L  P343321

Carbamazepine** 0.0023 J ug/L RPDP343321

Fluridone** 0.0052 ug/L  P343321

Hydrocodone** 8.0E-04 U ug/L  P343321

Sucralose** 0.48 ug/L  P343548

Glyphosate** 0.10 UJ ug/L SURP343548

AMPA** 0.10 UJ ug/L SURP343548

Endothall** 0.10 U ug/L  P343548

Glufosinate** 0.10 UJ ug/L SURP343548

1984906 EPA 8270D Aldrin 4.3 U ng/L  P343518

Alpha-BHC 2.2 U ng/L  P343518

Beta-BHC 4.3 U ng/L  P343518

Delta-BHC 4.3 U ng/L  P343518

Gamma-BHC 4.3 U ng/L  P343518

Carbophenothion 4.3 U ng/L  P343518

Chlorothalonil 2.2 U ng/L  P343518

Cypermethrin 22 U ng/L  P343518

DDD-p,p' 3.2 U ng/L  P343518

DDE-p,p' 3.2 U ng/L  P343518

DDT-p,p' 3.2 U ng/L  P343518

Dieldrin 4.3 U ng/L  P343518

Endosulfan I 4.3 U ng/L  P343518

Endosulfan II 4.3 U ng/L  P343518

Endosulfan Sulfate 2.2 U ng/L  P343518

Endrin 2.2 U ng/L  P343518

Endrin Aldehyde 2.2 U ng/L  P343518

Heptachlor 1.6 U ng/L  P343518

Heptachlor Epoxide 2.2 U ng/L  P343518

Methoxychlor 4.3 U ng/L  P343518

Mirex 2.2 U ng/L  P343518

Permethrin 11 U ng/L  P343518

Trifluralin 1.1 U ng/L  P343518

Alpha-Chlordane 1.1 U ng/L  P343518

Gamma-Chlordane 1.1 U ng/L  P343518

Endrin Ketone 2.2 U ng/L  P343518

Dicofol 32 U ng/L  P343518

EPA 8276 Chlordane** 2.7 U ng/L  P343518

Toxaphene** 32 U ng/L  P343518

1984907 EPA 8270D Alachlor 0.24 UJ ng/L MSP343910

Ametryn 1.6 J ng/L LCSP343910

Atrazine 36 ng/L  P343910

Atrazine Desethyl 5.2 IJ ng/L RPDP343910
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Field ID: G3SD0066 Matrix: W-SURF-SLT

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984907 EPA 8270D Azinphos Methyl 2.2 UJ ng/L RPDP343910

Bromacil 2.0 J ng/L RPDP343910

Butylate 0.39 UJ ng/L RPDP343910

Chlorpyrifos Ethyl 0.24 UJ ng/L MSP343910

Chlorpyrifos Methyl 0.097 UJ ng/L MS, RPDP343910

Demeton 1.9 UJ ng/L RPDP343910

Diazinon 0.12 UJ ng/L MS, RPDP343910

Disulfoton 0.48 UJ ng/L RPDP343910

EPTC 1.2 UJ ng/L RPDP343910

Ethion 0.14 UJ ng/L RPDP343910

Ethoprop 0.097 UJ ng/L LCS, MS,

RPD

P343910

Fenamiphos 0.24 UJ ng/L RPDP343910

Fipronil 0.24 UJ ng/L RPDP343910

Fipronil Sulfide 0.14 UJ ng/L RPDP343910

Fipronil Sulfone 0.15 I ng/L  P343910

Hexazinone 6.3 J ng/L MS, RPDP343910

Malathion 0.34 UJ ng/L RPDP343910

Metribuzin 1.1 J ng/L RPDP343910

Mevinphos 0.48 UJ ng/L RPDP343910

Molinate 0.29 UJ ng/L RPDP343910

Norflurazon 0.99 IJ ng/L LCSP343910

Pendimethalin 0.97 UJ ng/L MS, RPDP343910

Phorate 0.24 UJ ng/L RPDP343910

Prometon 0.87 UJ ng/L RPDP343910

Prometryn 0.19 UJ ng/L RPDP343910

Simazine 0.48 UJ ng/L RPDP343910

Terbufos 0.097 UJ ng/L MS, RPDP343910

Terbuthylazine 0.41 UJ ng/L MS, RPDP343910

Fonofos 0.19 UJ ng/L MS, RPDP343910

Metalaxyl 3.4 ng/L  P343910

Metolachlor 3.7 ng/L  P343910

Acetochlor 0.24 UJ ng/L MS, RPDP343910

Cyanazine 0.48 UJ ng/L RPDP343910

Parathion Ethyl 0.24 UJ ng/L MS, RPDP343910

Parathion Methyl 0.24 UJ ng/L MSP343910

Ref. Method and Comment:

EPA 8321B:  MS accuracy and precision for imazapyr could not be assessed due to high concentration of parameter in the spiked sample.  Refer to

the narrative for an explanation of QC Codes.

EPA 8321B:  Refer to the narrative for an explanation of QC Codes. Results confirmed in re-extraction.

EPA 8270D:  Insufficient sample available to perform duplicate matrix spikes.

EPA 8276:  Insufficient sample available to perform duplicate matrix spikes.

EPA 8270D:  MS accuracy for Atrazine not assessed due to high content of this parameter in the sample spiked. Refer to the narrative for an

explanation of QC Codes.

Sample Location: HatchettCrk@PinebrookRd Collection Date/Time: 04/16/2018 10:30
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Field ID: G3SD0103 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984887 EPA 8321B 2,4-D 0.14 ug/L  P343321

Bentazon 0.032 ug/L  P343321

MCPP 0.0020 U ug/L  P343321

Triclopyr** 0.0040 U ug/L  P343321

Imidacloprid 0.0020 U ug/L MS, RPDP343321

Diuron 0.18 ug/L RPDP343321

Pyraclostrobin** 0.0020 U ug/L MS, RPDP343321

Primidone** 0.017 ug/L MS, RPDP343321

Linuron 0.0040 U ug/L  P343321

Acetaminophen** 0.0080 U ug/L MS, RPDP343321

Fenuron 0.045 I ug/L RPDP343321

Imazapyr** 1.3 ug/L  P343321

Carbamazepine** 0.0019 ug/L RPDP343321

Fluridone** 0.027 ug/L  P343321

Hydrocodone** 8.0E-04 U ug/L  P343321

Sucralose** 0.45 ug/L  P343548

Glyphosate** 0.56 J ug/L SURP343548

AMPA** 0.10 UJ ug/L SURP343548

Endothall** 0.10 U ug/L  P343548

Glufosinate** 0.10 UJ ug/L SURP343548

Ref. Method and Comment:

EPA 8321B:  MS accuracy and precision for imazapyr could not be assessed due to high concentration of parameter in the spiked sample.

EPA 8321B:  Refer to the narrative for an explanation of QC Codes. Results confirmed in re-extraction.

Sample Location: Alligator @ Jacaranda Collection Date/Time: 04/16/2018 11:00

Field ID: G2SD0026 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984843 EPA 180.1 Rev. 2.0 Turbidity 3.1 NTU  P343608

EPA 300.0 Rev. 2.1 Chloride 780 mg Cl/L  P343704

Sulfate 180 mg SO4/L  P343706

SM 2120 B Color (true) 69 PCU  P343584

SM 2320 B-97 Total Alkalinity 207 mg CaCO3/L  P344071

SM 2540 C-97 TDS 1.72E+03 mg/L  P343896

SM 2540 D-97 TSS 8 I mg/L  P343879

SM 4500 F-C-97 Fluoride 0.22 mg F/L  P344073

1984844 EPA 350.1 Rev. 2.0 Ammonia-N 0.005 I mg N/L  P343775

EPA 351.2 Rev. 2.0 Kjeldahl Nitrogen 1.5 mg N/L  P343640

EPA 353.2 Rev. 2.0 NO2NO3-N 0.004 U mg N/L  P343659

EPA 365.1 Rev. 2.0 Total-P 0.42 mg P/L  P343713

SM 5310 B-00 Organic Carbon 17 mg C/L  P343740

1984845 EPA 365.1 Rev. 2.0

dissolved

O-Phosphate-P 0.24 mg P/L  P343579

Ref. Method and Comment:

SM 2540 D-97:  Batch relative percent difference is unavailable because of low analyte concentration in the QC sample.

Sample Location: Alligator @ Jacaranda Collection Date/Time: 04/16/2018 11:00
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Field ID: G2SD0026 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984888 EPA 8321B 2,4-D 0.084 ug/L  P343321

Bentazon 0.016 ug/L  P343321

MCPP 0.011 ug/L  P343321

Triclopyr** 0.0040 U ug/L  P343321

Imidacloprid 0.13 ug/L MS, RPDP343321

Diuron 0.0020 U ug/L RPDP343321

Pyraclostrobin** 0.0020 U ug/L MS, RPDP343321

Primidone** 0.034 ug/L MS, RPDP343321

Linuron 0.0040 U ug/L  P343321

Acetaminophen** 0.0080 U ug/L MS, RPDP343321

Fenuron 0.016 U ug/L RPDP343321

Imazapyr** 26 ug/L  P343321

Carbamazepine** 0.012 ug/L RPDP343321

Fluridone** 0.0069 ug/L  P343321

Hydrocodone** 8.0E-04 U ug/L  P343321

Sucralose** 0.96 ug/L  P343548

Glyphosate** 78 ug/L  P343548

AMPA** 5.7 ug/L  P343548

Endothall** 0.10 U ug/L  P343548

Glufosinate** 0.10 U ug/L  P343548

Ref. Method and Comment:

EPA 8321B:  MS accuracy and precision for imazapyr could not be assessed due to high concentration of parameter in the spiked sample.

EPA 8321B:  Results confirmed in re-extraction.

Sample Location: Alligator Tidal @ US 41 Collection Date/Time: 04/16/2018 11:30

Field ID: G2SD0025 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984847 EPA 180.1 Rev. 2.0 Turbidity 4.2 NTU  P343608

SM 2320 B-97 Total Alkalinity 171 mg CaCO3/L  P344071

SM 2540 D-97 TSS 8 I mg/L  P343879

SM 4500 F-C-97 Fluoride 0.12 mg F/L  P344073

1984849 EPA 350.1 Rev. 2.0 Ammonia-N 0.037 mg N/L  P343775

EPA 351.2 Rev. 2.0 Kjeldahl Nitrogen 0.99 mg N/L  P343640

EPA 353.2 Rev. 2.0 NO2NO3-N 0.056 mg N/L  P343659

EPA 365.1 Rev. 2.0 Total-P 0.37 mg P/L  P343713

SM 5310 B-00 Organic Carbon 15 mg C/L  P343740

1984851 EPA 365.1 Rev. 2.0

dissolved

O-Phosphate-P 0.24 mg P/L  P343579

1984911 EPA 200.7 Rev. 4.4 Iron 130 ug/L  P343702

Zinc 5.0 U ug/L  P343702

EPA 200.8 Rev. 5.4 Arsenic 0.88 ug/L  P343702

Cadmium 0.020 U ug/L  P343702

Chromium 0.54 I ug/L  P343702

Copper 0.78 I ug/L  P343702

Lead 0.080 I ug/L  P343702

Nickel 0.42 I ug/L  P343702
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Field ID: G2SD0025 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984911 EPA 200.8 Rev. 5.4 Silver 0.010 U ug/L  P343702

Ref. Method and Comment:

SM 2540 D-97:  Batch relative percent difference is unavailable because of low analyte concentration in the QC sample.

Sample Location: Alligator Tidal @ US 41 Collection Date/Time: 04/16/2018 11:30

Field ID: G2SD0025 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984893 EPA 8321B Aldicarb 0.020 U ug/L RPDP343321

Aldicarb Sulfone 0.0020 U ug/L MS, RPDP343321

Aldicarb Sulfoxide 0.0020 U ug/L RPDP343321

Carbaryl 0.0025 I ug/L RPDP343321

Carbofuran 0.0020 U ug/L RPDP343321

3-Hydroxycarbofuran 0.0020 U ug/L RPDP343321

Methiocarb 0.0020 U ug/L RPDP343321

Methomyl 0.0020 U ug/L RPDP343321

Oxamyl 0.0020 U ug/L RPDP343321

Propoxur 0.0020 U ug/L  P343321

1984894 2,4-D 0.071 ug/L  P343321

Bentazon 0.024 ug/L  P343321

MCPP 0.047 ug/L  P343321

Triclopyr** 0.0040 U ug/L  P343321

Imidacloprid 0.28 ug/L MS, RPDP343321

Diuron 0.0048 I ug/L RPDP343321

Pyraclostrobin** 0.0020 U ug/L MS, RPDP343321

Primidone** 0.0076 I ug/L MS, RPDP343321

Linuron 0.0040 U ug/L  P343321

Acetaminophen** 0.0080 U ug/L MS, RPDP343321

Fenuron 0.016 U ug/L RPDP343321

Imazapyr** 55 ug/L  P343321

Carbamazepine** 0.0024 ug/L RPDP343321

Fluridone** 0.0059 ug/L  P343321

Hydrocodone** 8.0E-04 U ug/L  P343321

Sucralose** 0.22 I ug/L  P343548

Glyphosate** 180 ug/L  P343548

AMPA** 5.7 ug/L  P343548

Endothall** 0.10 U ug/L  P343548

Glufosinate** 0.10 U ug/L  P343548

1984908 EPA 8270D Aldrin 4.2 U ng/L  P343518

Alpha-BHC 2.1 U ng/L  P343518

Beta-BHC 4.2 U ng/L  P343518

Delta-BHC 4.2 U ng/L  P343518

Gamma-BHC 4.2 U ng/L  P343518

Carbophenothion 4.2 U ng/L  P343518

Chlorothalonil 2.1 U ng/L  P343518

Cypermethrin 21 U ng/L  P343518
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Field ID: G2SD0025 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984908 EPA 8270D DDD-p,p' 3.2 U ng/L  P343518

DDE-p,p' 3.2 U ng/L  P343518

DDT-p,p' 3.2 U ng/L  P343518

Dieldrin 4.2 U ng/L  P343518

Endosulfan I 4.2 U ng/L  P343518

Endosulfan II 4.2 U ng/L  P343518

Endosulfan Sulfate 2.1 U ng/L  P343518

Endrin 2.1 U ng/L  P343518

Endrin Aldehyde 2.1 U ng/L  P343518

Heptachlor 1.6 U ng/L  P343518

Heptachlor Epoxide 2.1 U ng/L  P343518

Methoxychlor 4.2 U ng/L  P343518

Mirex 2.1 U ng/L  P343518

Permethrin 11 U ng/L  P343518

Trifluralin 1.1 U ng/L  P343518

Alpha-Chlordane 1.1 U ng/L  P343518

Gamma-Chlordane 1.1 U ng/L  P343518

Endrin Ketone 2.1 U ng/L  P343518

Dicofol 32 U ng/L  P343518

EPA 8276 Chlordane** 2.6 U ng/L  P343518

Toxaphene** 32 U ng/L  P343518

1984909 EPA 8270D Alachlor 0.25 U ng/L MSP343910

Ametryn 1.8 J ng/L LCSP343910

Atrazine 970 ng/L  P343910

Atrazine Desethyl 31 ng/L RPDP343910

Azinphos Methyl 2.2 U ng/L RPDP343910

Bromacil 0.50 U ng/L RPDP343910

Butylate 0.40 U ng/L RPDP343910

Chlorpyrifos Ethyl 0.25 U ng/L MSP343910

Chlorpyrifos Methyl 0.10 U ng/L MS, RPDP343910

Demeton 2.0 U ng/L RPDP343910

Diazinon 0.12 U ng/L MS, RPDP343910

Disulfoton 0.50 U ng/L RPDP343910

EPTC 1.2 U ng/L RPDP343910

Ethion 0.15 U ng/L RPDP343910

Ethoprop 0.10 UJ ng/L LCS, MS,

RPD

P343910

Fenamiphos 0.25 U ng/L RPDP343910

Fipronil 1.8 ng/L RPDP343910

Fipronil Sulfide 0.22 I ng/L RPDP343910

Fipronil Sulfone 0.99 ng/L  P343910

Hexazinone 14 ng/L MS, RPDP343910

Malathion 0.35 U ng/L RPDP343910

Metribuzin 0.20 U ng/L RPDP343910

Mevinphos 0.50 U ng/L RPDP343910
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Field ID: G2SD0025 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984909 EPA 8270D Molinate 0.30 U ng/L RPDP343910

Norflurazon 0.50 UJ ng/L LCSP343910

Pendimethalin 1.0 U ng/L MS, RPDP343910

Phorate 0.25 U ng/L RPDP343910

Prometon 0.90 U ng/L RPDP343910

Prometryn 0.20 U ng/L RPDP343910

Simazine 0.50 U ng/L RPDP343910

Terbufos 0.10 U ng/L MS, RPDP343910

Terbuthylazine 0.42 U ng/L MS, RPDP343910

Fonofos 0.20 U ng/L MS, RPDP343910

Metalaxyl 3.4 ng/L  P343910

Metolachlor 0.40 I ng/L  P343910

Acetochlor 0.25 U ng/L MS, RPDP343910

Cyanazine 0.50 U ng/L RPDP343910

Parathion Ethyl 0.25 U ng/L MS, RPDP343910

Parathion Methyl 0.25 U ng/L MSP343910

Ref. Method and Comment:

EPA 8321B:  MS accuracy and precision for imazapyr could not be assessed due to high concentration of parameter in the spiked sample.

EPA 8321B:  Results confirmed in re-extraction.

EPA 8270D:  Insufficient sample available to perform duplicate matrix spikes.

EPA 8276:  Insufficient sample available to perform duplicate matrix spikes.

EPA 8270D:  MS accuracy for Atrazine not assessed due to high content of this parameter in the sample spiked. Refer to the narrative for an

explanation of QC Codes.

Sample Location: Woodmere Creek@Heron Rd Collection Date/Time: 04/16/2018 12:05

Field ID: G2SD0027 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984889 EPA 8321B 2,4-D 0.028 ug/L  P343321

Bentazon 0.015 ug/L  P343321

MCPP 0.0093 ug/L  P343321

Triclopyr** 0.0040 U ug/L  P343321

Imidacloprid 0.12 ug/L MS, RPDP343321

Diuron 0.0020 U ug/L RPDP343321

Pyraclostrobin** 0.0020 U ug/L MS, RPDP343321

Primidone** 0.0044 I ug/L MS, RPDP343321

Linuron 0.0040 U ug/L  P343321

Acetaminophen** 0.0080 U ug/L MS, RPDP343321

Fenuron 0.016 U ug/L RPDP343321

Imazapyr** 11 ug/L  P343321

Carbamazepine** 0.020 ug/L RPDP343321

Fluridone** 8.0E-04 U ug/L  P343321

Hydrocodone** 8.0E-04 U ug/L  P343321

Sucralose** 0.46 ug/L  P343548

Glyphosate** 27 ug/L  P343548

AMPA** 6.8 ug/L  P343548

Endothall** 0.10 U ug/L  P343548
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Field ID: G2SD0027 Matrix: W-SURF-FRH

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984889 EPA 8321B Glufosinate** 0.10 U ug/L  P343548

Ref. Method and Comment:

EPA 8321B:  MS accuracy and precision for imazapyr could not be assessed due to high concentration of parameter in the spiked sample.

EPA 8321B:  Results confirmed in re-extraction.

Sample Location: Gottfried@DeerCrkMobile Collection Date/Time: 04/16/2018 12:30

Field ID: G2SD0028 Matrix: W-SURF-SLT

Sample ID Ref. Method Component Result Code Units QC CodesBatch ID

1984890 EPA 8321B 2,4-D 0.0020 U ug/L  P343321

Bentazon 8.0E-04 U ug/L  P343321

MCPP 0.0020 U ug/L  P343321

Triclopyr** 0.0040 U ug/L  P343321

Imidacloprid 0.0087 ug/L MS, RPDP343321

Diuron 0.0020 U ug/L RPDP343321

Pyraclostrobin** 0.0020 U ug/L MS, RPDP343321

Primidone** 0.0040 U ug/L MS, RPDP343321

Linuron 0.0040 U ug/L  P343321

Acetaminophen** 0.0080 U ug/L MS, RPDP343321

Fenuron 0.016 U ug/L RPDP343321

Imazapyr** 0.15 ug/L  P343321

Carbamazepine** 5.9E-04 I ug/L RPDP343321

Fluridone** 0.0031 I ug/L  P343321

Hydrocodone** 8.0E-04 U ug/L  P343321

Sucralose** 0.11 I ug/L  P343548

Glyphosate** 0.10 UJ ug/L SURP343548

AMPA** 0.10 UJ ug/L SURP343548

Endothall** 0.10 U ug/L  P343548

Glufosinate** 0.10 UJ ug/L SURP343548

Ref. Method and Comment:

EPA 8321B:  MS accuracy and precision for imazapyr could not be assessed due to high concentration of parameter in the spiked sample.

EPA 8321B:  Refer to the narrative for an explanation of QC Codes. Results confirmed in re-extraction.

Non-Conformance Report

NCR ID: 6986

Event(s) Job(s) Sample(s) Test(s)

SO-DIST-2018-04-17-01 TLH-2018-04-17-39 1984906

NCR Type:     SHIPPING/RECEIVING NCR Category:     Sample Integrity

Observation: 1 of 4 sample container broken during shipment. 
 
 

Resolution: Additional containers logged in.

Authorized by/Date:      Joshua Ayres   4/30/2018
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

The Non-Conformance Report details exceptions or problems encountered with the events/jobs/samples/test.
Please address questions to:

Chemistry       Colin Wright         (850) 245-8085
Biology           Cheryl Swanson   (850) 245-8177

Quality Assurance Report

Method Blank Results

Reference Method: EPA 180.1 Rev. 2.0

Batch ID: P343608

Component Result Code Units

Turbidity 0.10 U NTU

Reference Method: EPA 200.7 Rev. 4.4

Batch ID: P343702

Component Result Code Units

Iron 30 U ug/L

Zinc 5.0 U ug/L

Reference Method: EPA 200.8 Rev. 5.4

Batch ID: P343702

Component Result Code Units

Arsenic 0.050 U ug/L

Cadmium 0.020 U ug/L

Chromium 0.40 U ug/L

Copper 0.20 U ug/L

Lead 0.050 U ug/L

Nickel 0.20 U ug/L

Silver 0.010 U ug/L

Reference Method: EPA 300.0 Rev. 2.1

Batch ID: P343704

Component Result Code Units

Chloride 0.20 U mg Cl/L

Reference Method: EPA 300.0 Rev. 2.1

Batch ID: P343706

Component Result Code Units

Sulfate 0.20 U mg SO4/L

Reference Method: EPA 350.1 Rev. 2.0

Batch ID: P343775

Component Result Code Units

Ammonia-N 0.002 U mg N/L

Reference Method: EPA 350.1 Rev. 2.0

Batch ID: P343779

Component Result Code Units

Ammonia-N 0.002 U mg N/L
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Method Blank Results

Reference Method: EPA 351.2 Rev. 2.0

Batch ID: P343634

Component Result Code Units

Kjeldahl Nitrogen 0.080 U mg N/L

Reference Method: EPA 351.2 Rev. 2.0

Batch ID: P343640

Component Result Code Units

Kjeldahl Nitrogen 0.080 U mg N/L

Reference Method: EPA 353.2 Rev. 2.0

Batch ID: P343659

Component Result Code Units

NO2NO3-N 0.004 U mg N/L

Reference Method: EPA 353.2 Rev. 2.0

Batch ID: P343844

Component Result Code Units

NO2NO3-N 0.004 U mg N/L

Reference Method: EPA 365.1 Rev. 2.0

Batch ID: P343713

Component Result Code Units

Total-P 0.002 U mg P/L

Reference Method: EPA 365.1 Rev. 2.0

Batch ID: P343714

Component Result Code Units

Total-P 0.002 U mg P/L

Reference Method: EPA 365.1 Rev. 2.0 dissolved

Batch ID: P343579

Component Result Code Units

O-Phosphate-P 0.004 U mg P/L

Reference Method: EPA 365.1 Rev. 2.0 dissolved

Batch ID: P343580

Component Result Code Units

O-Phosphate-P 0.004 U mg P/L

Reference Method: EPA 8270D

Batch ID: P343518

Component Result Code Units

Aldrin 4.0 U ng/L

Alpha-BHC 2.0 U ng/L

Alpha-Chlordane 1.0 U ng/L

Beta-BHC 4.0 U ng/L
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Method Blank Results

Reference Method: EPA 8270D

Batch ID: P343518

Component Result Code Units

Carbophenothion 4.0 U ng/L

Chlorothalonil 2.0 U ng/L

Cypermethrin 20 U ng/L

DDD-p,p' 3.0 U ng/L

DDE-p,p' 3.0 U ng/L

DDT-p,p' 3.0 U ng/L

Delta-BHC 4.0 U ng/L

Dicofol 30 U ng/L

Dieldrin 4.0 U ng/L

Endosulfan I 4.0 U ng/L

Endosulfan II 4.0 U ng/L

Endosulfan Sulfate 2.0 U ng/L

Endrin 2.0 U ng/L

Endrin Aldehyde 2.0 U ng/L

Endrin Ketone 2.0 U ng/L

Gamma-BHC 4.0 U ng/L

Gamma-Chlordane 1.0 U ng/L

Heptachlor 1.5 U ng/L

Heptachlor Epoxide 2.0 U ng/L

Methoxychlor 4.0 U ng/L

Mirex 2.0 U ng/L

Permethrin 10 U ng/L

Trifluralin 1.0 U ng/L

Reference Method: EPA 8270D

Batch ID: P343910

Component Result Code Units

Acetochlor 0.25 U ng/L

Alachlor 0.25 U ng/L

Ametryn 0.32 U ng/L

Atrazine 0.25 U ng/L

Atrazine Desethyl 1.5 U ng/L

Azinphos Methyl 2.2 U ng/L

Bromacil 0.50 U ng/L

Butylate 0.40 U ng/L

Chlorpyrifos Ethyl 0.25 U ng/L

Chlorpyrifos Methyl 0.10 U ng/L

Cyanazine 0.50 U ng/L

Demeton 2.0 U ng/L

Diazinon 0.12 U ng/L

Disulfoton 0.50 U ng/L

EPTC 1.2 U ng/L

Ethion 0.15 U ng/L

Ethoprop 0.10 U ng/L

Fenamiphos 0.25 U ng/L

Fipronil 0.25 U ng/L

Fipronil Sulfide 0.15 U ng/L

Fipronil Sulfone 0.15 U ng/L

Fonofos 0.20 U ng/L

Hexazinone 0.50 U ng/L

Malathion 0.35 U ng/L
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Method Blank Results

Reference Method: EPA 8270D

Batch ID: P343910

Component Result Code Units

Metalaxyl 0.25 U ng/L

Metolachlor 0.25 U ng/L

Metribuzin 0.20 U ng/L

Mevinphos 0.50 U ng/L

Molinate 0.30 U ng/L

Norflurazon 0.50 U ng/L

Parathion Ethyl 0.25 U ng/L

Parathion Methyl 0.25 U ng/L

Pendimethalin 1.0 U ng/L

Phorate 0.25 U ng/L

Prometon 0.90 U ng/L

Prometryn 0.20 U ng/L

Simazine 0.50 U ng/L

Terbufos 0.10 U ng/L

Terbuthylazine 0.42 U ng/L

Reference Method: EPA 8276

Batch ID: P343518

Component Result Code Units

Chlordane 2.5 U ng/L

Toxaphene 30 U ng/L

Reference Method: EPA 8321B

Batch ID: P343321

Component Result Code Units

2,4-D 0.0020 U ug/L

3-Hydroxycarbofuran 0.0020 U ug/L

Acetaminophen 0.0080 U ug/L

Aldicarb 0.020 U ug/L

Aldicarb Sulfone 0.0020 U ug/L

Aldicarb Sulfoxide 0.0020 U ug/L

Bentazon 8.0E-04 U ug/L

Carbamazepine 4.0E-04 U ug/L

Carbaryl 0.0020 U ug/L

Carbofuran 0.0020 U ug/L

Diuron 0.0020 U ug/L

Fenuron 0.016 U ug/L

Fluridone 8.0E-04 U ug/L

Hydrocodone 8.0E-04 U ug/L

Imazapyr 0.0040 U ug/L

Imidacloprid 0.0020 U ug/L

Linuron 0.0040 U ug/L

MCPP 0.0020 U ug/L

Methiocarb 0.0020 U ug/L

Methomyl 0.0020 U ug/L

Oxamyl 0.0020 U ug/L

Primidone 0.0040 U ug/L

Propoxur 0.0020 U ug/L

Pyraclostrobin 0.0020 U ug/L

Triclopyr 0.0040 U ug/L
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Method Blank Results

Reference Method: EPA 8321B

Batch ID: P343548

Component Result Code Units

AMPA 0.10 U ug/L

Endothall 0.10 U ug/L

Glufosinate 0.10 U ug/L

Glyphosate 0.10 U ug/L

Sucralose 0.10 U ug/L

Reference Method: SM 2120 B

Batch ID: P343584

Component Result Code Units

Color (true) 2.5 U PCU

Reference Method: SM 2320 B-97

Batch ID: P344071

Component Result Code Units

Total Alkalinity 0.65 U mg CaCO3/L

Reference Method: SM 2540 C-97

Batch ID: P343896

Component Result Code Units

TDS 15 U mg/L

Reference Method: SM 2540 D-97

Batch ID: P343879

Component Result Code Units

TSS 2 U mg/L

Reference Method: SM 4500 F-C-97

Batch ID: P344073

Component Result Code Units

Fluoride 0.035 U mg F/L

Reference Method: SM 5310 B-00

Batch ID: P343740

Component Result Code Units

Organic Carbon 0.50 U mg C/L

Quality Assurance Report

Laboratory Control Sample Accuracy

Reference Method: EPA 200.7 Rev. 4.4

Batch ID: P343702

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Iron 101 P 85 - 115

Zinc 102 P 85 - 115
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Laboratory Control Sample Accuracy

Reference Method: EPA 200.8 Rev. 5.4

Batch ID: P343702

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Arsenic 104 P 85 - 115

Cadmium 99.2 P 85 - 115

Chromium 94.1 P 85 - 115

Copper 99.2 P 85 - 115

Lead 95.1 P 85 - 115

Nickel 105 P 85 - 115

Silver 95.2 P 85 - 115

Reference Method: EPA 300.0 Rev. 2.1

Batch ID: P343704

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Chloride 95.3 P 90 - 110

Reference Method: EPA 300.0 Rev. 2.1

Batch ID: P343706

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Sulfate 95.6 P 90 - 110

Reference Method: EPA 350.1 Rev. 2.0

Batch ID: P343775

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Ammonia-N 98.8 P 90 - 110

Reference Method: EPA 350.1 Rev. 2.0

Batch ID: P343779

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Ammonia-N 98.9 P 90 - 110

Reference Method: EPA 351.2 Rev. 2.0

Batch ID: P343634

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Kjeldahl Nitrogen 103 P 90 - 110

Reference Method: EPA 351.2 Rev. 2.0

Batch ID: P343640

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Kjeldahl Nitrogen 105 P 90 - 110

Reference Method: EPA 353.2 Rev. 2.0

Batch ID: P343659

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

NO2NO3-N 102 P 90 - 110
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Laboratory Control Sample Accuracy

Reference Method: EPA 353.2 Rev. 2.0

Batch ID: P343844

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

NO2NO3-N 100 P 90 - 110

Reference Method: EPA 365.1 Rev. 2.0

Batch ID: P343713

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Total-P 107 P 90 - 110

Reference Method: EPA 365.1 Rev. 2.0

Batch ID: P343714

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Total-P 106 P 90 - 110

Reference Method: EPA 365.1 Rev. 2.0 dissolved

Batch ID: P343579

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

O-Phosphate-P 98.8 P 90 - 110

Reference Method: EPA 365.1 Rev. 2.0 dissolved

Batch ID: P343580

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

O-Phosphate-P 99.2 P 90 - 110

Reference Method: EPA 8270D

Batch ID: P343518

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Aldrin 38.5 41.8 P/P 24 - 89.0

Alpha-BHC 91.8 91.1 P/P 58 - 117

Alpha-Chlordane 72.2 80.1 P/P 56 - 115

Beta-BHC 107 102 P/P 55 - 137

Carbophenothion 120 125 P/P 37 - 145

Chlorothalonil 86.4 96.5 P/P 26 - 163

Cypermethrin 82.3 77.3 P/P 42 - 156

DDD-p,p' 93.2 100 P/P 59 - 129

DDE-p,p' 80.3 86.3 P/P 52 - 117

DDT-p,p' 92.5 97.1 P/P 48 - 128

Delta-BHC 119 112 P/P 59 - 158

Dicofol 89.4 90.9 P/P 19 - 124

Dieldrin 77.9 84.9 P/P 57 - 126

Endosulfan I 80.9 87.0 P/P 59 - 133

Endosulfan II 90.6 95.1 P/P 58 - 148

Endosulfan Sulfate 105 98.4 P/P 56 - 135

Endrin 80.1 86.8 P/P 50 - 140

Endrin Aldehyde 77.3 85.0 P/P 47 - 141

Endrin Ketone 98.1 92.5 P/P 63 - 123

Gamma-BHC 102 101 P/P 59 - 132

Gamma-Chlordane 70.1 76.8 P/P 55 - 112

Heptachlor 62.1 69.4 P/P 45 - 102
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Laboratory Control Sample Accuracy

Reference Method: EPA 8270D

Batch ID: P343518

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Heptachlor Epoxide 73.2 79.2 P/P 61 - 116

Methoxychlor 95.5 97.0 P/P 60 - 133

Mirex 78.6 80.9 P/P 40 - 98.0

Permethrin 87.5 86.8 P/P 45 - 131

Trifluralin 84.9 84.2 P/P 38 - 179

Reference Method: EPA 8270D

Batch ID: P343910

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Acetochlor 84.3 89.5 P/P 74 - 119

Alachlor 90.5 93.8 P/P 75 - 118

Ametryn 58.9 70.4 F/P 59 - 137

Atrazine 92.3 96.5 P/P 73 - 120

Atrazine Desethyl 74.8 86.9 P/P 19 - 129

Azinphos Methyl 101 112 P/P 65 - 181

Bromacil 73.4 84.4 P/P 43 - 123

Butylate 40.0 49.0 P/P 28 - 85.0

Chlorpyrifos Ethyl 77.9 86.0 P/P 55 - 112

Chlorpyrifos Methyl 83.5 90.1 P/P 35 - 124

Cyanazine 123 140 P/P 26 - 262

Demeton 65.3 79.5 P/P 43 - 122

Diazinon 94.1 101 P/P 72 - 120

Disulfoton 104 119 P/P 45 - 137

EPTC 40.1 51.8 P/P 28 - 95.0

Ethion 80.6 90.2 P/P 63 - 127

Ethoprop 88.8 120 P/F 63 - 109

Fenamiphos 80.7 97.8 P/P 66 - 136

Fipronil 79.6 93.8 P/P 63 - 126

Fipronil Sulfide 68.2 82.7 P/P 59 - 123

Fipronil Sulfone 63.0 74.3 P/P 56 - 122

Fonofos 83.3 97.9 P/P 64 - 114

Hexazinone 82.6 94.4 P/P 49 - 144

Malathion 78.7 85.1 P/P 68 - 131

Metalaxyl 96.4 107 P/P 57 - 126

Metolachlor 82.9 88.5 P/P 75 - 118

Metribuzin 72.6 73.3 P/P 46 - 169

Mevinphos 69.4 86.5 P/P 34 - 126

Molinate 52.3 60.0 P/P 37 - 101

Norflurazon 60.1 80.4 F/P 63 - 127

Parathion Ethyl 79.9 88.3 P/P 78 - 109

Parathion Methyl 91.8 95.6 P/P 74 - 123

Pendimethalin 98.7 100 P/P 51 - 130

Phorate 76.0 91.8 P/P 53 - 116

Prometon 76.2 88.6 P/P 66 - 124

Prometryn 80.3 92.6 P/P 66 - 124

Simazine 74.8 84.2 P/P 62 - 134

Terbufos 84.4 97.5 P/P 59 - 115

Terbuthylazine 81.5 90.3 P/P 76 - 113
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Laboratory Control Sample Accuracy

Reference Method: EPA 8276

Batch ID: P343518

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Chlordane 97.7 101 P/P 47 - 125

Toxaphene 71.3 74.4 P/P 46 - 147

Reference Method: EPA 8321B

Batch ID: P343321

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

2,4-D 83.4 P 40 - 150

3-Hydroxycarbofuran 113 P 40 - 150

Acetaminophen 115 P 30 - 150

Aldicarb 120 P 30 - 150

Aldicarb Sulfone 114 P 40 - 150

Aldicarb Sulfoxide 66.7 P 40 - 150

Bentazon 105 P 30 - 150

Carbamazepine 101 P 40 - 150

Carbaryl 70.3 P 40 - 150

Carbofuran 80.9 P 40 - 150

Diuron 69.5 P 40 - 150

Fenuron 126 P 40 - 150

Fluridone 49.2 P 40 - 150

Hydrocodone 106 P 40 - 150

Imazapyr 82.5 P 40 - 150

Imidacloprid 108 P 40 - 160

Linuron 66.9 P 40 - 150

MCPP 68.9 P 40 - 150

Methiocarb 67.7 P 40 - 150

Methomyl 112 P 40 - 150

Oxamyl 105 P 40 - 150

Primidone 119 P 40 - 150

Propoxur 86.6 P 40 - 150

Pyraclostrobin 54.9 P 40 - 150

Triclopyr 76.9 P 40 - 150

Reference Method: EPA 8321B

Batch ID: P343548

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

AMPA 85.4 P 40 - 140

Endothall 87.0 P 40 - 140

Glufosinate 75.6 P 40 - 140

Glyphosate 87.3 P 40 - 140

Sucralose 118 P 40 - 150

Reference Method: SM 2320 B-97

Batch ID: P344071

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Total Alkalinity 102 P 98 - 107
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Laboratory Control Sample Accuracy

Reference Method: SM 4500 F-C-97

Batch ID: P344073

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Fluoride 95.8 P 91 - 105

Reference Method: SM 5310 B-00

Batch ID: P343740

Component % Rec.1 % Rec.2 Pass/Fail Control Limits

Organic Carbon 95.2 P 85 - 115

Quality Assurance Report

Matrix Spike Accuracy

Reference Method: EPA 200.7 Rev. 4.4

Batch ID: P343702

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Iron 99.4 101 P/P 80 - 1201984901

Zinc 94.2 97.0 P/P 80 - 1201984901

Iron 97.5 P 80 - 1201985012

Zinc 97.2 P 80 - 1201985012

Reference Method: EPA 200.8 Rev. 5.4

Batch ID: P343702

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Arsenic 104 104 P/P 80 - 1201984901

Cadmium 101 100 P/P 80 - 1201984901

Chromium 90.8 89.4 P/P 80 - 1201984901

Copper 93.6 94.8 P/P 80 - 1201984901

Lead 96.1 95.7 P/P 80 - 1201984901

Nickel 96.4 94.8 P/P 80 - 1201984901

Silver 95.8 93.1 P/P 80 - 1201984901

Arsenic 106 P 80 - 1201985012

Cadmium 102 P 80 - 1201985012

Chromium 91.5 P 80 - 1201985012

Copper 95.3 P 80 - 1201985012

Lead 97.2 P 80 - 1201985012

Nickel 96.9 P 80 - 1201985012

Silver 93.9 P 80 - 1201985012

Reference Method: EPA 300.0 Rev. 2.1

Batch ID: P343704

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Chloride 96.7 P 90 - 1101984758

Chloride 93.7 P 90 - 1101985022

Reference Method: EPA 300.0 Rev. 2.1

Batch ID: P343706

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Sulfate 94.3 P 90 - 1101984758
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Matrix Spike Accuracy

Reference Method: EPA 300.0 Rev. 2.1

Batch ID: P343706

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Sulfate 94.0 P 90 - 1101985022

Reference Method: EPA 350.1 Rev. 2.0

Batch ID: P343775

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Ammonia-N 99.8 98.5 P/P 90 - 1101984744

Reference Method: EPA 350.1 Rev. 2.0

Batch ID: P343779

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Ammonia-N 97.5 98.9 P/P 90 - 1101984976

Reference Method: EPA 351.2 Rev. 2.0

Batch ID: P343634

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Kjeldahl Nitrogen 98.5 104 P/P 90 - 1101983940

Reference Method: EPA 351.2 Rev. 2.0

Batch ID: P343640

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Kjeldahl Nitrogen 109 105 P/P 90 - 1101984760

Reference Method: EPA 353.2 Rev. 2.0

Batch ID: P343659

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

NO2NO3-N 99.8 98.8 P/P 90 - 1101984744

Reference Method: EPA 353.2 Rev. 2.0

Batch ID: P343844

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

NO2NO3-N 102 P 90 - 1101984411

Reference Method: EPA 365.1 Rev. 2.0

Batch ID: P343713

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Total-P 107 102 P/P 90 - 1101984975

Reference Method: EPA 365.1 Rev. 2.0

Batch ID: P343714

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Total-P 104 102 P/P 90 - 1101984976
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Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Matrix Spike Accuracy

Reference Method: EPA 365.1 Rev. 2.0 dissolved

Batch ID: P343579

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

O-Phosphate-P 98.3 97.6 P/P 90 - 1101984763

Reference Method: EPA 365.1 Rev. 2.0 dissolved

Batch ID: P343580

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

O-Phosphate-P 98.3 98.4 P/P 90 - 1101984850

Reference Method: EPA 8270D

Batch ID: P343518

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Aldrin 54.4 P 26 - 96.01984470

Alpha-BHC 92.9 P 51 - 1231984470

Alpha-Chlordane 64.2 P 45 - 1201984470

Beta-BHC 89.8 P 43 - 1461984470

Carbophenothion 135 P 26 - 1791984470

Chlorothalonil 86.2 P 10 - 2151984470

Cypermethrin 77.8 P 35 - 1691984470

DDD-p,p' 76.8 P 49 - 1311984470

DDE-p,p' 67.3 P 39 - 1271984470

DDT-p,p' 88.8 P 49 - 1201984470

Delta-BHC 111 P 49 - 1871984470

Dicofol 77.1 P 10 - 1291984470

Dieldrin 65.9 P 46 - 1321984470

Endosulfan I 72.6 P 57 - 1301984470

Endosulfan II 83.5 P 52 - 1481984470

Endosulfan Sulfate 76.8 P 55 - 1291984470

Endrin 72.6 P 45 - 1331984470

Endrin Aldehyde 60.2 P 26 - 1401984470

Endrin Ketone 94.1 P 60 - 1251984470

Gamma-BHC 91.9 P 50 - 1451984470

Gamma-Chlordane 62.0 P 44 - 1181984470

Heptachlor 58.0 P 35 - 1061984470

Heptachlor Epoxide 64.3 P 52 - 1231984470

Methoxychlor 89.7 P 54 - 1321984470

Mirex 74.5 P 36 - 1071984470

Permethrin 77.0 P 47 - 1351984470

Trifluralin 74.4 P 32 - 2281984470

Reference Method: EPA 8270D

Batch ID: P343910

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Acetochlor 94.8 134 P/F 67 - 1251984907

Alachlor 94.4 127 P/F 69 - 1231984907

Ametryn 103 149 P/P 52 - 1511984907

Atrazine Desethyl 63.3 108 P/P 10 - 1291984907

Azinphos Methyl 98.5 136 P/P 48 - 2001984907

Bromacil 71.0 106 P/P 46 - 1301984907

Butylate 41.0 74.3 P/P 10 - 85.01984907

Chlorpyrifos Ethyl 95.6 119 P/F 54 - 1151984907
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Matrix Spike Accuracy

Reference Method: EPA 8270D

Batch ID: P343910

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Chlorpyrifos Methyl 82.5 124 P/F 44 - 1171984907

Cyanazine 82.4 125 P/P 10 - 2621984907

Demeton 68.0 109 P/P 24 - 1451984907

Diazinon 102 150 P/F 66 - 1291984907

Disulfoton 79.2 129 P/P 45 - 1391984907

EPTC 39.4 75.7 P/P 10 - 86.01984907

Ethion 82.5 121 P/P 59 - 1331984907

Ethoprop 83.2 137 P/F 54 - 1161984907

Fenamiphos 65.1 103 P/P 55 - 1401984907

Fipronil 62.8 86.3 P/P 37 - 1421984907

Fipronil Sulfide 49.5 70.0 P/P 37 - 1301984907

Fipronil Sulfone 26.4 38.0 P/P 18 - 1431984907

Fonofos 77.0 127 P/F 55 - 1181984907

Hexazinone 95.4 164 P/F 62 - 1401984907

Malathion 83.7 119 P/P 64 - 1321984907

Metalaxyl 87.4 126 P/P 55 - 1291984907

Metolachlor 94.5 136 P/P 56 - 1371984907

Metribuzin 111 157 P/P 16 - 2181984907

Mevinphos 67.5 114 P/P 34 - 1291984907

Molinate 51.5 89.1 P/P 16 - 99.01984907

Norflurazon 45.1 62.1 P/P 43 - 1351984907

Parathion Ethyl 86.5 125 P/F 71 - 1121984907

Parathion Methyl 97.8 131 P/F 65 - 1271984907

Pendimethalin 112 160 P/F 35 - 1591984907

Phorate 59.8 118 P/P 41 - 1291984907

Prometon 85.9 127 P/P 56 - 1401984907

Prometryn 85.8 126 P/P 65 - 1301984907

Simazine 102 146 P/P 54 - 1481984907

Terbufos 78.4 127 P/F 53 - 1261984907

Terbuthylazine 87.4 131 P/F 73 - 1141984907

Reference Method: EPA 8276

Batch ID: P343518

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Chlordane 105 P 41 - 1341984906

Toxaphene 72.0 P 39 - 1581984906

Reference Method: EPA 8321B

Batch ID: P343321

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

2,4-D 91.3 98.0 P/P 40 - 1501984892

3-Hydroxycarbofuran 150 107 P/P 40 - 1501984892

Acetaminophen 158 97.8 F/P 30 - 1501984892

Aldicarb 121 84.1 P/P 30 - 1501984892

Aldicarb Sulfone 179 125 F/P 40 - 1501984892

Aldicarb Sulfoxide 121 82.1 P/P 40 - 1501984892

Bentazon 108 113 P/P 30 - 1501984892

Carbamazepine 127 92.0 P/P 40 - 1501984892

Carbaryl 75.7 49.9 P/P 40 - 1501984892

Carbofuran 87.9 64.7 P/P 40 - 1501984892
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Matrix Spike Accuracy

Reference Method: EPA 8321B

Batch ID: P343321

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Diuron 84.1 58.9 P/P 40 - 1501984892

Fenuron 138 90.5 P/P 40 - 1501984892

Fluridone 54.9 40.4 P/P 40 - 1501984892

Hydrocodone 122 98.6 P/P 40 - 1501984892

Imidacloprid 276 179 F/F 40 - 1601984892

Linuron 82.9 64.6 P/P 40 - 1501984892

MCPP 83.6 85.8 P/P 40 - 1501984892

Methiocarb 82.1 57.4 P/P 40 - 1501984892

Methomyl 110 77.9 P/P 40 - 1501984892

Oxamyl 124 80.7 P/P 40 - 1501984892

Primidone 153 91.0 F/P 40 - 1501984892

Propoxur 80.0 61.1 P/P 40 - 1501984892

Pyraclostrobin 69.8 38.1 P/F 40 - 1501984892

Triclopyr 81.7 90.6 P/P 40 - 1501984892

Reference Method: EPA 8321B

Batch ID: P343548

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

AMPA 81.3 68.5 P/P 40 - 1401984992

Endothall 117 113 P/P 40 - 1401984992

Glufosinate 85.8 84.9 P/P 40 - 1401984992

Glyphosate 71.1 72.4 P/P 40 - 1401984992

Sucralose 51.9 48.9 P/P 40 - 1501984992

Reference Method: SM 4500 F-C-97

Batch ID: P344073

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Fluoride 94.9 96.6 P/P 91 - 1051984926

Reference Method: SM 5310 B-00

Batch ID: P343740

Component % Rec.1 % Rec.2 Pass/Fail Control LimitsSpiked Sample

Organic Carbon 103 P 85 - 1151984744

Quality Assurance Report

Precision

Reference Method: EPA 180.1 Rev. 2.0

Batch ID: P343608

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Turbidity 2.55 Sample P 0 - 201984742
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Precision

Reference Method: EPA 200.7 Rev. 4.4

Batch ID: P343702

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Iron 1.50 Spike P 0 - 201984901

Zinc 2.85 Spike P 0 - 201984901

Reference Method: EPA 200.8 Rev. 5.4

Batch ID: P343702

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Arsenic 0.319 Spike P 0 - 201984901

Cadmium 0.657 Spike P 0 - 201984901

Chromium 1.56 Spike P 0 - 201984901

Copper 1.22 Spike P 0 - 201984901

Lead 0.427 Spike P 0 - 201984901

Nickel 1.58 Spike P 0 - 201984901

Silver 2.93 Spike P 0 - 201984901

Reference Method: EPA 300.0 Rev. 2.1

Batch ID: P343704

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Chloride 0.207 Sample P 0 - 201984758

Reference Method: EPA 300.0 Rev. 2.1

Batch ID: P343706

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Sulfate 1.19 Sample P 0 - 201984758

Reference Method: EPA 350.1 Rev. 2.0

Batch ID: P343775

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Ammonia-N 0.902 Spike P 0 - 201984744

Reference Method: EPA 350.1 Rev. 2.0

Batch ID: P343779

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Ammonia-N 1.01 Spike P 0 - 201984976

Reference Method: EPA 351.2 Rev. 2.0

Batch ID: P343634

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Kjeldahl Nitrogen 3.87 Spike P 0 - 201983940



Page 27 of 44

SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Precision

Reference Method: EPA 351.2 Rev. 2.0

Batch ID: P343640

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Kjeldahl Nitrogen 2.68 Spike P 0 - 201984760

Reference Method: EPA 353.2 Rev. 2.0

Batch ID: P343659

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

NO2NO3-N 0.930 Spike P 0 - 201984744

Reference Method: EPA 353.2 Rev. 2.0

Batch ID: P343844

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

NO2NO3-N 0.206 Spike P 0 - 201984411

Reference Method: EPA 365.1 Rev. 2.0

Batch ID: P343713

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Total-P 4.92 Spike P 0 - 201984975

Reference Method: EPA 365.1 Rev. 2.0

Batch ID: P343714

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Total-P 2.36 Spike P 0 - 201984976

Reference Method: EPA 365.1 Rev. 2.0 dissolved

Batch ID: P343579

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

O-Phosphate-P 0.655 Spike P 0 - 201984763

Reference Method: EPA 365.1 Rev. 2.0 dissolved

Batch ID: P343580

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

O-Phosphate-P 0.0857 Spike P 0 - 201984850

Reference Method: EPA 8270D

Batch ID: P343518

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Aldrin 8.19 LCS P 0 - 30LFB

Alpha-BHC 0.800 LCS P 0 - 30LFB
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Precision

Reference Method: EPA 8270D

Batch ID: P343518

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Alpha-Chlordane 10.4 LCS P 0 - 30LFB

Beta-BHC 4.64 LCS P 0 - 30LFB

Carbophenothion 4.69 LCS P 0 - 30LFB

Chlorothalonil 11.1 LCS P 0 - 30LFB

Cypermethrin 6.26 LCS P 0 - 30LFB

DDD-p,p' 7.32 LCS P 0 - 30LFB

DDE-p,p' 7.19 LCS P 0 - 30LFB

DDT-p,p' 4.82 LCS P 0 - 30LFB

Delta-BHC 6.38 LCS P 0 - 30LFB

Dicofol 1.65 LCS P 0 - 30LFB

Dieldrin 8.67 LCS P 0 - 30LFB

Endosulfan I 7.29 LCS P 0 - 30LFB

Endosulfan II 4.94 LCS P 0 - 30LFB

Endosulfan Sulfate 6.79 LCS P 0 - 30LFB

Endrin 8.03 LCS P 0 - 30LFB

Endrin Aldehyde 9.53 LCS P 0 - 30LFB

Endrin Ketone 5.81 LCS P 0 - 30LFB

Gamma-BHC 0.873 LCS P 0 - 30LFB

Gamma-Chlordane 9.05 LCS P 0 - 30LFB

Heptachlor 11.1 LCS P 0 - 30LFB

Heptachlor Epoxide 7.86 LCS P 0 - 30LFB

Methoxychlor 1.60 LCS P 0 - 30LFB

Mirex 2.84 LCS P 0 - 30LFB

Permethrin 0.882 LCS P 0 - 30LFB

Trifluralin 0.865 LCS P 0 - 30LFB

Reference Method: EPA 8270D

Batch ID: P343910

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Acetochlor 34.5 Spike F 0 - 301984907

Alachlor 29.4 Spike P 0 - 301984907

Ametryn 28.2 Spike P 0 - 301984907

Atrazine 21.9 Spike P 0 - 301984907

Atrazine Desethyl 37.5 Spike F 0 - 301984907

Azinphos Methyl 31.8 Spike F 0 - 301984907

Bromacil 30.4 Spike F 0 - 301984907

Butylate 57.8 Spike F 0 - 301984907

Chlorpyrifos Ethyl 22.1 Spike P 0 - 301984907

Chlorpyrifos Methyl 40.4 Spike F 0 - 301984907

Cyanazine 41.1 Spike F 0 - 301984907

Demeton 46.6 Spike F 0 - 301984907

Diazinon 38.5 Spike F 0 - 301984907

Disulfoton 48.0 Spike F 0 - 301984907

EPTC 63.0 Spike F 0 - 301984907

Ethion 37.6 Spike F 0 - 301984907

Ethoprop 49.2 Spike F 0 - 301984907

Fenamiphos 45.1 Spike F 0 - 301984907

Fipronil 31.6 Spike F 0 - 301984907

Fipronil Sulfide 34.2 Spike F 0 - 301984907
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Precision

Reference Method: EPA 8270D

Batch ID: P343910

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Fipronil Sulfone 29.2 Spike P 0 - 301984907

Fonofos 49.0 Spike F 0 - 301984907

Hexazinone 37.5 Spike F 0 - 301984907

Malathion 34.8 Spike F 0 - 301984907

Metalaxyl 29.8 Spike P 0 - 301984907

Metolachlor 28.0 Spike P 0 - 301984907

Metribuzin 30.8 Spike F 0 - 301984907

Mevinphos 51.5 Spike F 0 - 301984907

Molinate 53.6 Spike F 0 - 301984907

Norflurazon 27.3 Spike P 0 - 301984907

Parathion Ethyl 36.6 Spike F 0 - 301984907

Parathion Methyl 29.4 Spike P 0 - 301984907

Pendimethalin 35.1 Spike F 0 - 301984907

Phorate 65.7 Spike F 0 - 301984907

Prometon 38.9 Spike F 0 - 301984907

Prometryn 38.2 Spike F 0 - 301984907

Simazine 35.4 Spike F 0 - 301984907

Terbufos 47.6 Spike F 0 - 301984907

Terbuthylazine 39.9 Spike F 0 - 301984907

Acetochlor 5.96 LCS P 0 - 30LFB

Alachlor 3.60 LCS P 0 - 30LFB

Ametryn 17.8 LCS P 0 - 30LFB

Atrazine 4.43 LCS P 0 - 30LFB

Atrazine Desethyl 15.0 LCS P 0 - 30LFB

Azinphos Methyl 10.1 LCS P 0 - 30LFB

Bromacil 13.9 LCS P 0 - 30LFB

Butylate 20.2 LCS P 0 - 30LFB

Chlorpyrifos Ethyl 9.93 LCS P 0 - 30LFB

Chlorpyrifos Methyl 7.61 LCS P 0 - 30LFB

Cyanazine 12.4 LCS P 0 - 30LFB

Demeton 19.6 LCS P 0 - 30LFB

Diazinon 7.58 LCS P 0 - 30LFB

Disulfoton 13.3 LCS P 0 - 30LFB

EPTC 25.6 LCS P 0 - 30LFB

Ethion 11.2 LCS P 0 - 30LFB

Ethoprop 30.1 LCS F 0 - 30LFB

Fenamiphos 19.2 LCS P 0 - 30LFB

Fipronil 16.3 LCS P 0 - 30LFB

Fipronil Sulfide 19.3 LCS P 0 - 30LFB

Fipronil Sulfone 16.4 LCS P 0 - 30LFB

Fonofos 16.1 LCS P 0 - 30LFB

Hexazinone 13.4 LCS P 0 - 30LFB

Malathion 7.92 LCS P 0 - 30LFB

Metalaxyl 10.3 LCS P 0 - 30LFB

Metolachlor 6.53 LCS P 0 - 30LFB

Metribuzin 0.924 LCS P 0 - 30LFB

Mevinphos 21.9 LCS P 0 - 30LFB

Molinate 13.8 LCS P 0 - 30LFB

Norflurazon 28.8 LCS P 0 - 30LFB

Parathion Ethyl 9.96 LCS P 0 - 30LFB

Parathion Methyl 4.09 LCS P 0 - 30LFB
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Precision

Reference Method: EPA 8270D

Batch ID: P343910

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Pendimethalin 1.57 LCS P 0 - 30LFB

Phorate 18.9 LCS P 0 - 30LFB

Prometon 15.0 LCS P 0 - 30LFB

Prometryn 14.2 LCS P 0 - 30LFB

Simazine 11.8 LCS P 0 - 30LFB

Terbufos 14.4 LCS P 0 - 30LFB

Terbuthylazine 10.3 LCS P 0 - 30LFB

Reference Method: EPA 8276

Batch ID: P343518

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Chlordane 2.91 LCS P 0 - 30LFB

Toxaphene 4.23 LCS P 0 - 30LFB

Reference Method: EPA 8321B

Batch ID: P343321

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

2,4-D 6.62 Spike P 0 - 301984892

3-Hydroxycarbofuran 33.3 Spike F 0 - 301984892

Acetaminophen 46.8 Spike F 0 - 301984892

Aldicarb 36.1 Spike F 0 - 301984892

Aldicarb Sulfone 35.7 Spike F 0 - 301984892

Aldicarb Sulfoxide 38.4 Spike F 0 - 301984892

Bentazon 4.20 Spike P 0 - 301984892

Carbamazepine 31.4 Spike F 0 - 301984892

Carbaryl 41.1 Spike F 0 - 301984892

Carbofuran 30.4 Spike F 0 - 301984892

Diuron 31.0 Spike F 0 - 301984892

Fenuron 41.6 Spike F 0 - 301984892

Fluridone 26.9 Spike P 0 - 301984892

Hydrocodone 21.6 Spike P 0 - 301984892

Imidacloprid 39.9 Spike F 0 - 301984892

Linuron 24.7 Spike P 0 - 301984892

MCPP 2.61 Spike P 0 - 301984892

Methiocarb 35.5 Spike F 0 - 301984892

Methomyl 34.1 Spike F 0 - 301984892

Oxamyl 42.0 Spike F 0 - 301984892

Primidone 48.0 Spike F 0 - 301984892

Propoxur 26.7 Spike P 0 - 301984892

Pyraclostrobin 58.9 Spike F 0 - 301984892

Triclopyr 10.3 Spike P 0 - 301984892

Reference Method: EPA 8321B

Batch ID: P343548

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Precision

Reference Method: EPA 8321B

Batch ID: P343548

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

AMPA 17.0 Spike P 0 - 301984992

Endothall 2.80 Spike P 0 - 301984992

Glufosinate 1.08 Spike P 0 - 301984992

Glyphosate 1.79 Spike P 0 - 301984992

Sucralose 5.19 Spike P 0 - 301984992

Reference Method: SM 2120 B

Batch ID: P343584

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Color (true) 0.528 Sample P 0 - 201984758

Reference Method: SM 2320 B-97

Batch ID: P344071

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Total Alkalinity 0.0685 Sample P 0 - 1.61984926

Reference Method: SM 2540 C-97

Batch ID: P343896

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

TDS 3.52 Sample P 0 - 101984882

Reference Method: SM 4500 F-C-97

Batch ID: P344073

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Fluoride 0.986 Spike P 0 - 3.51984926

Reference Method: SM 5310 B-00

Batch ID: P343740

Component % RSD/RPD Sample/Spike/LCS* Pass/Fail Control Limits

Replicated

Lab Sample

Organic Carbon 0.758 Spike P 0 - 201984744

* Sample, spike and/or laboratory control sample precision (LCS) is reported.

Replicate spike precision may be reported when sample results are below quantifiable levels.

Quality Assurance Report

Surrogates
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Surrogates

Lab Sample ID: 1984887

Field Sample ID: G3SD0103

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8321B 2,4-D-d3 76.8 P 30 - 160

EPA 8321B Acetaminophen-d4 143 P 30 - 160

EPA 8321B Carbamazepine-d10 136 P 30 - 160

EPA 8321B Diuron-d6 84.6 P 30 - 160

EPA 8321B Endothall-d6 76.3 P 40 - 160

EPA 8321B Glyphosate 13C 15N 33.5 F 40 - 160

EPA 8321B Primidone-d5 148 P 30 - 160

EPA 8321B Sucralose-d6 56.1 P 40 - 160

Lab Sample ID: 1984888

Field Sample ID: G2SD0026

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8321B 2,4-D-d3 72.3 P 30 - 160

EPA 8321B Acetaminophen-d4 128 P 30 - 160

EPA 8321B Carbamazepine-d10 119 P 30 - 160

EPA 8321B Diuron-d6 77.8 P 30 - 160

EPA 8321B Endothall-d6 74.1 P 40 - 160

EPA 8321B Glyphosate 13C 15N 42.6 P 40 - 160

EPA 8321B Primidone-d5 123 P 30 - 160

EPA 8321B Sucralose-d6 57.9 P 40 - 160

Lab Sample ID: 1984889

Field Sample ID: G2SD0027

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8321B 2,4-D-d3 86.1 P 30 - 160

EPA 8321B Acetaminophen-d4 133 P 30 - 160

EPA 8321B Carbamazepine-d10 121 P 30 - 160

EPA 8321B Diuron-d6 75.7 P 30 - 160

EPA 8321B Endothall-d6 80.2 P 40 - 160

EPA 8321B Glyphosate 13C 15N 57.7 P 40 - 160

EPA 8321B Primidone-d5 124 P 30 - 160

EPA 8321B Sucralose-d6 47.1 P 40 - 160

Lab Sample ID: 1984890

Field Sample ID: G2SD0028

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8321B 2,4-D-d3 69.2 P 30 - 160

EPA 8321B Acetaminophen-d4 116 P 30 - 160

EPA 8321B Carbamazepine-d10 132 P 30 - 160

EPA 8321B Diuron-d6 79.6 P 30 - 160

EPA 8321B Endothall-d6 52.9 P 40 - 160

EPA 8321B Glyphosate 13C 15N 0.0 F 40 - 160

EPA 8321B Primidone-d5 122 P 30 - 160

EPA 8321B Sucralose-d6 52.9 P 40 - 160

Lab Sample ID: 1984891

Field Sample ID: G3SD0066

Reference Method Surrogate % Rec. Pass/Fail Control Limits
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Surrogates

Lab Sample ID: 1984891

Field Sample ID: G3SD0066

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8321B Carbaryl-d7 76.5 P 30 - 160

Lab Sample ID: 1984892

Field Sample ID: G3SD0066

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8321B 2,4-D-d3 72.8 P 30 - 160

EPA 8321B Acetaminophen-d4 134 P 30 - 160

EPA 8321B Carbamazepine-d10 123 P 30 - 160

EPA 8321B Diuron-d6 79.2 P 30 - 160

EPA 8321B Endothall-d6 73.5 P 40 - 160

EPA 8321B Glyphosate 13C 15N 4.95 F 40 - 160

EPA 8321B Primidone-d5 123 P 30 - 160

EPA 8321B Sucralose-d6 70.9 P 40 - 160

Lab Sample ID: 1984893

Field Sample ID: G2SD0025

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8321B Carbaryl-d7 57.9 P 30 - 160

Lab Sample ID: 1984894

Field Sample ID: G2SD0025

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8321B 2,4-D-d3 77.1 P 30 - 160

EPA 8321B Acetaminophen-d4 123 P 30 - 160

EPA 8321B Carbamazepine-d10 108 P 30 - 160

EPA 8321B Diuron-d6 70.0 P 30 - 160

EPA 8321B Endothall-d6 77.8 P 40 - 160

EPA 8321B Glyphosate 13C 15N 57.3 P 40 - 160

EPA 8321B Primidone-d5 93.6 P 30 - 160

EPA 8321B Sucralose-d6 48.8 P 40 - 160

Lab Sample ID: 1984906

Field Sample ID: G3SD0066

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8270D Decachlorobiphenyl 76.1 P 37 - 117

EPA 8270D Tetrachloro-m-xylene 57.0 P 34 - 101

EPA 8276 Decachlorobiphenyl 70.0 P 31 - 108

EPA 8276 PCNB 108 P 62 - 142

Lab Sample ID: 1984907

Field Sample ID: G3SD0066

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8270D Simazine-d10 75.5 P 71 - 126

EPA 8270D Terbufos-d10 64.6 P 59 - 149
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Surrogates

Lab Sample ID: 1984908

Field Sample ID: G2SD0025

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8270D Decachlorobiphenyl 76.8 P 37 - 117

EPA 8270D Tetrachloro-m-xylene 52.3 P 34 - 101

EPA 8276 Decachlorobiphenyl 66.8 P 31 - 108

EPA 8276 PCNB 116 P 62 - 142

Lab Sample ID: 1984909

Field Sample ID: G2SD0025

Reference Method Surrogate % Rec. Pass/Fail Control Limits

EPA 8270D Simazine-d10 104 P 71 - 126

EPA 8270D Terbufos-d10 114 P 59 - 149

Quality Assurance Report

Calibration Verification

Reference Method: EPA 300.0 Rev. 2.1

Run ID: A83267

Included Lab Sample IDs: 1984843

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Chloride 101 98.6 P/P 90 - 110

Sulfate 101 98.7 P/P 90 - 110

Reference Method: EPA 365.1 Rev. 2.0 dissolved

Run ID: A83289

Included Lab Sample IDs: 1984845, 1984850, 1984851

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

O-Phosphate-P 99.7 99.4 P/P 90 - 110

O-Phosphate-P 99.7 99.7 P/P 90 - 110

Reference Method: SM 2120 B

Run ID: A83291

Included Lab Sample IDs: 1984843

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Color (true) 102 102 P/P 90 - 115

Reference Method: EPA 180.1 Rev. 2.0

Run ID: A83304

Included Lab Sample IDs: 1984843, 1984846, 1984847

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Turbidity 98.5 99.0 P/P 95 - 105

Reference Method: EPA 353.2 Rev. 2.0

Run ID: A83321

Included Lab Sample IDs: 1984844, 1984849

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

NO2NO3-N 101 101 P/P 90 - 110
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Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Calibration Verification

Reference Method: EPA 8321B

Run ID: A83333

Included Lab Sample IDs: 1984887, 1984888, 1984889, 1984890, 1984892, 1984894

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

AMPA 88.8 70.9 P/P 60 - 150

Endothall 88.5 79.7 P/P 60 - 150

Glufosinate 107 69.2 P/P 60 - 150

Glyphosate 129 84.9 P/P 60 - 150

Sucralose 103 96.2 P/P 60 - 150

Reference Method: EPA 351.2 Rev. 2.0

Run ID: A83334

Included Lab Sample IDs: 1984848

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Kjeldahl Nitrogen 99.5 102 P/P 90 - 110

Reference Method: EPA 351.2 Rev. 2.0

Run ID: A83339

Included Lab Sample IDs: 1984844, 1984849

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Kjeldahl Nitrogen 103 102 P/P 90 - 110

Reference Method: SM 5310 B-00

Run ID: A83342

Included Lab Sample IDs: 1984844, 1984848, 1984849

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Organic Carbon 98.0 99.0 P/P 90 - 110

Reference Method: EPA 350.1 Rev. 2.0

Run ID: A83354

Included Lab Sample IDs: 1984844, 1984848, 1984849

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Ammonia-N 102 103 P/P 90 - 110

Ammonia-N 103 100 P/P 90 - 110

Ammonia-N 98.7 101 P/P 90 - 110

Reference Method: EPA 365.1 Rev. 2.0

Run ID: A83373

Included Lab Sample IDs: 1984844, 1984848, 1984849

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Total-P 101 103 P/P 90 - 110

Total-P 103 102 P/P 90 - 110

Reference Method: EPA 353.2 Rev. 2.0

Run ID: A83382

Included Lab Sample IDs: 1984848

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

NO2NO3-N 99.5 100 P/P 90 - 110
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Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Calibration Verification

Reference Method: EPA 200.7 Rev. 4.4

Run ID: A83387

Included Lab Sample IDs: 1984910, 1984911

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Iron 102 102 P/P 90 - 110

Zinc 103 102 P/P 90 - 110

Reference Method: EPA 200.8 Rev. 5.4

Run ID: A83408

Included Lab Sample IDs: 1984910, 1984911

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Arsenic 98.7 99.4 P/P 90 - 110

Cadmium 99.2 98.8 P/P 90 - 110

Chromium 93.4 92.4 P/P 90 - 110

Lead 97.1 98.0 P/P 90 - 110

Nickel 97.4 96.9 P/P 90 - 110

Silver 95.6 94.7 P/P 90 - 110

Reference Method: SM 2320 B-97

Run ID: A83462

Included Lab Sample IDs: 1984843, 1984846, 1984847

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Total Alkalinity 104 98.2 P/P 90 - 110

Total Alkalinity 98.2 101 P/P 90 - 110

Reference Method: SM 4500 F-C-97

Run ID: A83462

Included Lab Sample IDs: 1984843, 1984846, 1984847

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Fluoride 97.6 98.6 P/P 90 - 110

Fluoride 98.6 99.1 P/P 90 - 110

Reference Method: EPA 8270D

Run ID: A83470

Included Lab Sample IDs: 1984906, 1984908

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Aldrin 94.7 P 80 - 120

Alpha-BHC 102 P 80 - 120

Alpha-Chlordane 92.5 P 80 - 120

Beta-BHC 84.0 P 80 - 120

Carbophenothion 101 P 80 - 120

Chlorothalonil 98.7 P 80 - 120

Cypermethrin 91.2 P 80 - 120

DDD-p,p' 93.8 P 80 - 120

DDE-p,p' 95.8 P 80 - 120

DDT-p,p' 107 P 80 - 120

Delta-BHC 101 P 80 - 120

Dicofol 110 P 80 - 120

Dieldrin 91.1 P 80 - 120

Endosulfan I 96.4 P 80 - 120

Endosulfan II 91.1 P 80 - 120
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Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Calibration Verification

Reference Method: EPA 8270D

Run ID: A83470

Included Lab Sample IDs: 1984906, 1984908

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Endosulfan Sulfate 98.1 P 80 - 120

Endrin 94.5 P 80 - 120

Endrin Aldehyde 86.9 P 80 - 120

Endrin Ketone 93.2 P 80 - 120

Gamma-BHC 98.3 P 80 - 120

Gamma-Chlordane 91.6 P 80 - 120

Heptachlor 92.6 P 80 - 120

Heptachlor Epoxide 92.5 P 80 - 120

Methoxychlor 105 P 80 - 120

Mirex 98.1 P 80 - 120

Permethrin 94.7 P 80 - 120

Trifluralin 97.4 P 80 - 120

Reference Method: EPA 200.8 Rev. 5.4

Run ID: A83480

Included Lab Sample IDs: 1984910, 1984911

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Copper 100 97.7 P/P 90 - 110

Reference Method: EPA 8276

Run ID: A83497

Included Lab Sample IDs: 1984906, 1984908

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Chlordane 101 P 80 - 120

Toxaphene 90.7 P 80 - 120

Reference Method: EPA 8321B

Run ID: A83600

Included Lab Sample IDs: 1984887, 1984888, 1984889, 1984890, 1984892, 1984894

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

2,4-D 126 149 P/P 50 - 150

2,4-D 149 119 P/P 50 - 150

3-Hydroxycarbofuran 131 145 P/P 60 - 150

3-Hydroxycarbofuran 145 139 P/P 60 - 150

Acetaminophen 118 139 P/P 60 - 150

Acetaminophen 138 130 P/P 60 - 150

Aldicarb 124 148 P/P 60 - 150

Aldicarb 148 142 P/P 60 - 150

Aldicarb Sulfone 123 126 P/P 50 - 150

Aldicarb Sulfone 127 123 P/P 50 - 150

Aldicarb Sulfoxide 126 140 P/P 50 - 150

Aldicarb Sulfoxide 140 146 P/P 50 - 150

Bentazon 134 158 P/P 50 - 160

Bentazon 158 144 P/P 50 - 160

Carbamazepine 134 144 P/P 60 - 150

Carbamazepine 141 142 P/P 60 - 150

Carbaryl 129 149 P/P 60 - 150

Carbaryl 149 144 P/P 60 - 150
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Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Calibration Verification

Reference Method: EPA 8321B

Run ID: A83600

Included Lab Sample IDs: 1984891, 1984893

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Carbofuran 135 135 P/P 50 - 150

Carbofuran 135 142 P/P 50 - 150

Diuron 124 131 P/P 60 - 150

Diuron 133 136 P/P 60 - 150

Fenuron 130 137 P/P 60 - 150

Fenuron 142 139 P/P 60 - 150

Fluridone 107 102 P/P 60 - 160

Fluridone 110 105 P/P 60 - 160

Hydrocodone 112 124 P/P 60 - 150

Hydrocodone 121 129 P/P 60 - 150

Imazapyr 115 111 P/P 50 - 150

Imazapyr 126 98.5 P/P 50 - 150

Imidacloprid 128 132 P/P 60 - 150

Imidacloprid 137 125 P/P 60 - 150

Linuron 107 116 P/P 60 - 150

Linuron 117 115 P/P 60 - 150

MCPP 117 123 P/P 50 - 150

MCPP 123 127 P/P 50 - 150

Methiocarb 115 118 P/P 50 - 150

Methiocarb 125 115 P/P 50 - 150

Methomyl 127 131 P/P 50 - 150

Methomyl 131 132 P/P 50 - 150

Oxamyl 131 133 P/P 50 - 150

Oxamyl 133 128 P/P 50 - 150

Primidone 116 122 P/P 60 - 150

Primidone 128 120 P/P 60 - 150

Propoxur 139 142 P/P 50 - 150

Propoxur 142 141 P/P 50 - 150

Pyraclostrobin 83.0 88.5 P/P 60 - 150

Pyraclostrobin 95.0 91.0 P/P 60 - 150

Triclopyr 120 123 P/P 50 - 150

Triclopyr 123 136 P/P 50 - 150

Reference Method: EPA 8270D

Run ID: A83727

Included Lab Sample IDs: 1984907, 1984909

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Acetochlor 101 P 80 - 120

Alachlor 101 P 80 - 120

Ametryn 102 P 80 - 120

Atrazine 93.8 P 80 - 120

Atrazine Desethyl 98.9 P 80 - 120

Azinphos Methyl 98.4 P 80 - 120

Bromacil 104 P 80 - 120

Butylate 100 P 80 - 120

Chlorpyrifos Ethyl 95.4 P 80 - 120

Chlorpyrifos Methyl 95.3 P 80 - 120

Cyanazine 93.1 P 80 - 120

Demeton 97.1 P 80 - 120

Diazinon 99.2 P 80 - 120
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SO-DIST-2018-04-17-01

Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Calibration Verification

Reference Method: EPA 8270D

Run ID: A83727

Included Lab Sample IDs: 1984907, 1984909

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Disulfoton 92.9 P 80 - 120

EPTC 103 P 80 - 120

Ethion 92.9 P 80 - 120

Ethoprop 102 P 80 - 120

Fenamiphos 98.4 P 80 - 120

Fipronil 99.8 P 80 - 120

Fipronil Sulfide 96.5 P 80 - 120

Fipronil Sulfone 97.9 P 80 - 120

Fonofos 95.9 P 80 - 120

Hexazinone 92.1 P 80 - 120

Malathion 97.8 P 80 - 120

Metalaxyl 101 P 80 - 120

Metolachlor 106 P 80 - 120

Metribuzin 87.0 P 80 - 120

Mevinphos 97.5 P 80 - 120

Molinate 102 P 80 - 120

Norflurazon 95.4 P 80 - 120

Parathion Ethyl 88.7 P 80 - 120

Parathion Methyl 90.5 P 80 - 120

Pendimethalin 92.4 P 80 - 120

Phorate 94.2 P 80 - 120

Prometon 100 P 80 - 120

Prometryn 100 P 80 - 120

Simazine 94.5 P 80 - 120

Terbufos 93.1 P 80 - 120

Terbuthylazine 97.3 P 80 - 120

Reference Method: EPA 8270D

Run ID: A83733

Included Lab Sample IDs: 1984909

Component % Rec.1 % Rec.2 Pass/Fail* Control Limits

Hexazinone 100 P 80 - 120

* Pass/Fail determinations are made for each bracketing calibration verification check.

Control limits for initial calibration checks may be different from those for continuing checks, depending on method requirements.

Where they are different, both control limits are provided.

Quality Assurance Report

Ref. Method Analyte LCS % Recovery MS % Recovery Precision

LCS SMP MS

Summary

EPA 180.1 Rev. 2.0 Turbidity 2.55

EPA 200.7 Rev. 4.4 Iron 101 99.4    101     97.5 1.50

Zinc 102 94.2    97.0    97.2 2.85

EPA 200.8 Rev. 5.4 Arsenic 104 104     104     106 0.319

Cadmium 99.2 101     100     102 0.657

Chromium 94.1 90.8    89.4    91.5 1.56

Copper 99.2 93.6    94.8    95.3 1.22
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Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Ref. Method Analyte LCS % Recovery MS % Recovery Precision

LCS SMP MS

Summary

EPA 200.8 Rev. 5.4 Lead 95.1 96.1    95.7    97.2 0.427

Nickel 105 96.4    94.8    96.9 1.58

Silver 95.2 95.8    93.1    93.9 2.93

EPA 300.0 Rev. 2.1 Chloride 95.3 96.7    93.7 0.207

Sulfate 95.6 94.3    94.0 1.19

EPA 350.1 Rev. 2.0 Ammonia-N 98.8 99.8    98.5 0.902

Ammonia-N 98.9 97.5    98.9 1.01

EPA 351.2 Rev. 2.0 Kjeldahl Nitrogen 103 98.5    104 3.87

Kjeldahl Nitrogen 105 109     105 2.68

EPA 353.2 Rev. 2.0 NO2NO3-N 102 99.8    98.8 0.930

NO2NO3-N 100 102 0.206

EPA 365.1 Rev. 2.0 Total-P 107 107     102 4.92

Total-P 106 104     102 2.36

EPA 365.1 Rev. 2.0 dissolved O-Phosphate-P 98.8 98.3    97.6 0.655

O-Phosphate-P 99.2 98.3    98.4 0.0857

EPA 8270D Acetochlor 84.3    89.5 94.8    134 5.96 34.5

Alachlor 90.5    93.8 94.4    127 3.60 29.4

Aldrin 38.5    41.8 54.4 8.19

Alpha-BHC 91.8    91.1 92.9 0.800

Alpha-Chlordane 72.2    80.1 64.2 10.4

Ametryn 58.9    70.4 103     149 17.8 28.2

Atrazine 92.3    96.5 4.43 21.9

Atrazine Desethyl 74.8    86.9 63.3    108 15.0 37.5

Azinphos Methyl 101     112 98.5    136 10.1 31.8

Beta-BHC 107     102 89.8 4.64

Bromacil 73.4    84.4 71.0    106 13.9 30.4

Butylate 40.0    49.0 41.0    74.3 20.2 57.8

Carbophenothion 120     125 135 4.69

Chlorothalonil 86.4    96.5 86.2 11.1

Chlorpyrifos Ethyl 77.9    86.0 95.6    119 9.93 22.1

Chlorpyrifos Methyl 83.5    90.1 82.5    124 7.61 40.4

Cyanazine 123     140 82.4    125 12.4 41.1

Cypermethrin 82.3    77.3 77.8 6.26

DDD-p,p' 93.2    100 76.8 7.32

DDE-p,p' 80.3    86.3 67.3 7.19

DDT-p,p' 92.5    97.1 88.8 4.82

Delta-BHC 119     112 111 6.38

Demeton 65.3    79.5 68.0    109 19.6 46.6

Diazinon 94.1    101 102     150 7.58 38.5

Dicofol 89.4    90.9 77.1 1.65

Dieldrin 77.9    84.9 65.9 8.67

Disulfoton 104     119 79.2    129 13.3 48.0

Endosulfan I 80.9    87.0 72.6 7.29

Endosulfan II 90.6    95.1 83.5 4.94

Endosulfan Sulfate 105     98.4 76.8 6.79

Endrin 80.1    86.8 72.6 8.03

Endrin Aldehyde 77.3    85.0 60.2 9.53

Endrin Ketone 98.1    92.5 94.1 5.81

EPTC 40.1    51.8 39.4    75.7 25.6 63.0

Ethion 80.6    90.2 82.5    121 11.2 37.6

Ethoprop 88.8    120 83.2    137 30.1 49.2

Fenamiphos 80.7    97.8 65.1    103 19.2 45.1

Fipronil 79.6    93.8 62.8    86.3 16.3 31.6

Fipronil Sulfide 68.2    82.7 49.5    70.0 19.3 34.2
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Serial Number: 0104435

Chemical Analysis Report

Quality Assurance Report

Ref. Method Analyte LCS % Recovery MS % Recovery Precision

LCS SMP MS

Summary

EPA 8270D Fipronil Sulfone 63.0    74.3 26.4    38.0 16.4 29.2

Fonofos 83.3    97.9 77.0    127 16.1 49.0

Gamma-BHC 102     101 91.9 0.873

Gamma-Chlordane 70.1    76.8 62.0 9.05

Heptachlor 62.1    69.4 58.0 11.1

Heptachlor Epoxide 73.2    79.2 64.3 7.86

Hexazinone 82.6    94.4 95.4    164 13.4 37.5

Malathion 78.7    85.1 83.7    119 7.92 34.8

Metalaxyl 96.4    107 87.4    126 10.3 29.8

Methoxychlor 95.5    97.0 89.7 1.60

Metolachlor 82.9    88.5 94.5    136 6.53 28.0

Metribuzin 72.6    73.3 111     157 0.924 30.8

Mevinphos 69.4    86.5 67.5    114 21.9 51.5

Mirex 78.6    80.9 74.5 2.84

Molinate 52.3    60.0 51.5    89.1 13.8 53.6

Norflurazon 60.1    80.4 45.1    62.1 28.8 27.3

Parathion Ethyl 79.9    88.3 86.5    125 9.96 36.6

Parathion Methyl 91.8    95.6 97.8    131 4.09 29.4

Pendimethalin 98.7    100 112     160 1.57 35.1

Permethrin 87.5    86.8 77.0 0.882

Phorate 76.0    91.8 59.8    118 18.9 65.7

Prometon 76.2    88.6 85.9    127 15.0 38.9

Prometryn 80.3    92.6 85.8    126 14.2 38.2

Simazine 74.8    84.2 102     146 11.8 35.4

Terbufos 84.4    97.5 78.4    127 14.4 47.6

Terbuthylazine 81.5    90.3 87.4    131 10.3 39.9

Trifluralin 84.9    84.2 74.4 0.865

EPA 8276 Chlordane 97.7    101 105 2.91

Toxaphene 71.3    74.4 72.0 4.23

EPA 8321B 2,4-D 83.4 91.3    98.0 6.62

3-Hydroxycarbofuran 113 150     107 33.3

Acetaminophen 115 158     97.8 46.8

Aldicarb 120 121     84.1 36.1

Aldicarb Sulfone 114 179     125 35.7

Aldicarb Sulfoxide 66.7 121     82.1 38.4

AMPA 85.4 81.3    68.5 17.0

Bentazon 105 108     113 4.20

Carbamazepine 101 127     92.0 31.4

Carbaryl 70.3 75.7    49.9 41.1

Carbofuran 80.9 87.9    64.7 30.4

Diuron 69.5 84.1    58.9 31.0

Endothall 87.0 117     113 2.80

Fenuron 126 138     90.5 41.6

Fluridone 49.2 54.9    40.4 26.9

Glufosinate 75.6 85.8    84.9 1.08

Glyphosate 87.3 71.1    72.4 1.79

Hydrocodone 106 122     98.6 21.6

Imazapyr 82.5

Imidacloprid 108 276     179 39.9

Linuron 66.9 82.9    64.6 24.7

MCPP 68.9 83.6    85.8 2.61

Methiocarb 67.7 82.1    57.4 35.5

Methomyl 112 110     77.9 34.1

Oxamyl 105 124     80.7 42.0
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Chemical Analysis Report

Quality Assurance Report

Ref. Method Analyte LCS % Recovery MS % Recovery Precision

LCS SMP MS

Summary

EPA 8321B Primidone 119 153     91.0 48.0

Propoxur 86.6 80.0    61.1 26.7

Pyraclostrobin 54.9 69.8    38.1 58.9

Sucralose 118 51.9    48.9 5.19

Triclopyr 76.9 81.7    90.6 10.3

SM 2120 B Color (true) 0.528

SM 2320 B-97 Total Alkalinity 102 0.0685

SM 2540 C-97 TDS 3.52

SM 4500 F-C-97 Fluoride 95.8 94.9    96.6 0.986

SM 5310 B-00 Organic Carbon 95.2 103 0.758

Reference Method Descriptions

Method / DoH Cert # Description Associated Samples

EPA 180.1 Rev. 2.0 /

E31780

Turbidity in aqueous matrices 1984843, 1984846, 1984847

EPA 200.7 Rev. 4.4 /

E31780

Total Recoverable Metals analysis using ICP emission spectroscopy for aqueous

samples supporting Clean Water Act Projects

1984910, 1984911

EPA 200.8 Rev. 5.4 /

E31780

Total Recoverable Metals analysis using ICP-MS for aqueous samples supporting

Clean Water Act Projects

1984910, 1984911

EPA 300.0 Rev. 2.1 /

E31780

Chloride in aqueous matrices 1984843

EPA 300.0 Rev. 2.1 /

E31780

Sulfate in aqueous matrices 1984843

EPA 350.1 Rev. 2.0 /

E31780

Ammonia in aqueous matrices as mg N/L 1984844, 1984848, 1984849

EPA 351.2 Rev. 2.0 /

E31780

Total Kjeldahl Nitrogen in aqueous matrices 1984844, 1984848, 1984849

EPA 353.2 Rev. 2.0 /

E31780

Nitrite/Nitrate in aqueous matrices as mg N/L 1984844, 1984848, 1984849

EPA 365.1 Rev. 2.0 /

E31780

Total Phosphorus in aqueous matrices as mg P/L 1984844, 1984848, 1984849

EPA 365.1 Rev. 2.0

dissolved / E31780

Ortho-phosphate, dissolved, in filtered, aqueous matrices as mg P/L 1984845, 1984850, 1984851

EPA 8270D / E31780 Organochlorine pesticides in water matrices by GC/MS-SIM 1984906, 1984908

EPA 8270D / E31780 Organonitrogen and phosphorus pesticides (ultra trace level) in water matrices by

GC/MS/MS

1984907, 1984909

EPA 8276 / E31780 Organochlorine pesticides in water matrices by GC/MS with Negative Chemical

Ionization

1984906, 1984908

EPA 8321B / E31780 Carbamates in water matrices by HPLC/MS/MS 1984891, 1984893

EPA 8321B / E31780 Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS 1984887, 1984888, 1984889, 1984890,

1984892, 1984894

SM 2120 B / E31780 True Color measured at 450 nm  1984843

SM 2320 B-97 / E31780 Alkalinity in aqueous matrices as mg CaCO3/L 1984843, 1984846, 1984847

SM 2540 C-97 / E31780 Total Dissolved Solids in aqueous matrices 1984843

SM 2540 D-97 / E31780 Total Suspended Solids in aqueous matrices 1984843, 1984846, 1984847

SM 4500 F-C-97 / E31780 Fluoride in aqueous matrices, without distillation (not valid for NPDES monitoring) 1984843, 1984846, 1984847

SM 5310 B-00 / E31780 Nonpurgeable Organic Carbon in aqueous matrices 1984844, 1984848, 1984849
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EPA 180.1 Rev. 2.0 04/17/2018 04/17/2018 17:41 William L. Brown IV 1984843, 1984846, 1984847

EPA 200.7 Rev. 4.4 04/17/2018 04/19/2018 11:01 Allison Taylor 04/20/2018 13:22 Betina Topolski 1984910

04/17/2018 04/19/2018 11:01 Allison Taylor 04/20/2018 13:39 Betina Topolski 1984911

EPA 200.8 Rev. 5.4 04/17/2018 04/19/2018 11:01 Allison Taylor 04/23/2018 20:00 Robert K Palmer 1984910

04/17/2018 04/19/2018 11:01 Allison Taylor 04/23/2018 20:09 Robert K Palmer 1984911

04/17/2018 04/19/2018 11:01 Allison Taylor 04/26/2018 12:42 Robert K Palmer 1984910

04/17/2018 04/19/2018 11:01 Allison Taylor 04/26/2018 12:47 Robert K Palmer 1984911

EPA 300.0 Rev. 2.1 04/17/2018 04/18/2018 16:00 Lipi Saha 1984843

EPA 350.1 Rev. 2.0 04/17/2018 04/18/2018 12:39 Ping Hua 1984849

04/17/2018 04/18/2018 14:23 Ping Hua 1984848

04/17/2018 04/18/2018 14:53 Ping Hua 1984844

EPA 351.2 Rev. 2.0 04/17/2018 04/18/2018 10:10 Adrian Shelby 04/19/2018 08:58 Joseph Suarez 1984848

04/17/2018 04/18/2018 11:00 Adrian Shelby 04/19/2018 12:54 Joseph Suarez 1984844

04/17/2018 04/18/2018 11:00 Adrian Shelby 04/19/2018 12:56 Joseph Suarez 1984849

EPA 353.2 Rev. 2.0 04/17/2018 04/18/2018 14:33 Lauren Bottorf 1984844

04/17/2018 04/18/2018 14:34 Lauren Bottorf 1984849

04/17/2018 04/20/2018 10:30 Lauren Bottorf 1984848

EPA 365.1 Rev. 2.0 04/17/2018 04/18/2018 14:25 Sima Feizi 04/20/2018 10:24 Beverly Y. Sanders 1984844

04/17/2018 04/18/2018 14:25 Sima Feizi 04/20/2018 10:25 Beverly Y. Sanders 1984849

04/17/2018 04/18/2018 14:25 Sima Feizi 04/20/2018 10:40 Beverly Y. Sanders 1984848

EPA 365.1 Rev. 2.0 dissolved 04/17/2018 04/17/2018 15:36 Megan Treadwell 1984850

04/17/2018 04/17/2018 15:51 Megan Treadwell 1984845

04/17/2018 04/17/2018 15:52 Megan Treadwell 1984851

EPA 8270D 04/17/2018 04/18/2018 10:00 Fe-Val Siddell 04/25/2018 21:48 Dinesh Mishra 1984906

04/17/2018 04/18/2018 10:00 Fe-Val Siddell 04/25/2018 22:20 Dinesh Mishra 1984908

04/17/2018 04/23/2018 07:52 Dinesh Mishra 04/27/2018 15:20 Vandana T. Nagar 1984909

04/17/2018 04/23/2018 07:52 Dinesh Mishra 05/01/2018 15:00 Vandana T. Nagar 1984907

04/17/2018 04/23/2018 07:52 Dinesh Mishra 05/01/2018 15:24 Vandana T. Nagar 1984909

04/17/2018 04/23/2018 07:52 Dinesh Mishra 05/01/2018 15:48 Vandana T. Nagar 1984909

EPA 8276 04/17/2018 04/18/2018 10:00 Fe-Val Siddell 04/25/2018 15:17 Vandana T. Nagar 1984906

04/17/2018 04/18/2018 10:00 Fe-Val Siddell 04/25/2018 16:12 Vandana T. Nagar 1984908

EPA 8321B 04/17/2018 04/18/2018 12:00 Hoor Shaik 04/18/2018 14:53 S. M. Reddy 1984887

04/17/2018 04/18/2018 12:00 Hoor Shaik 04/18/2018 15:09 S. M. Reddy 1984888

04/17/2018 04/18/2018 12:00 Hoor Shaik 04/18/2018 15:25 S. M. Reddy 1984889

04/17/2018 04/18/2018 12:00 Hoor Shaik 04/18/2018 15:40 S. M. Reddy 1984890

04/17/2018 04/18/2018 12:00 Hoor Shaik 04/18/2018 15:56 S. M. Reddy 1984892

04/17/2018 04/18/2018 12:00 Hoor Shaik 04/18/2018 16:12 S. M. Reddy 1984894

04/17/2018 04/18/2018 12:00 Hoor Shaik 04/18/2018 16:27 S. M. Reddy 1984888

04/17/2018 04/18/2018 12:00 Hoor Shaik 04/18/2018 16:43 S. M. Reddy 1984889

04/17/2018 04/18/2018 12:00 Hoor Shaik 04/18/2018 16:59 S. M. Reddy 1984894
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EPA 8321B 04/17/2018 04/19/2018 08:30 Hoor Shaik 04/20/2018 23:38 Julie Michelle Frank 1984892

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 00:47 Julie Michelle Frank 1984891

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 01:56 Julie Michelle Frank 1984893

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 08:17 Julie Michelle Frank 1984887

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 08:52 Julie Michelle Frank 1984888

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 09:26 Julie Michelle Frank 1984888

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 10:01 Julie Michelle Frank 1984889

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 10:35 Julie Michelle Frank 1984889

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 11:10 Julie Michelle Frank 1984890

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 11:45 Julie Michelle Frank 1984894

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 12:19 Julie Michelle Frank 1984894

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 16:56 Julie Michelle Frank 1984892

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 23:17 Julie Michelle Frank 1984887

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/21/2018 23:52 Julie Michelle Frank 1984888

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/22/2018 00:27 Julie Michelle Frank 1984889

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/22/2018 01:01 Julie Michelle Frank 1984890

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/22/2018 01:36 Julie Michelle Frank 1984894

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/23/2018 11:05 Julie Michelle Frank 1984887

04/17/2018 04/19/2018 08:30 Hoor Shaik 04/23/2018 11:40 Julie Michelle Frank 1984892

SM 2120 B 04/17/2018 04/17/2018 16:12 Tanya Welborn 1984843

SM 2320 B-97 04/17/2018 04/25/2018 22:52 Dale L. Simmons 1984843

04/17/2018 04/25/2018 23:02 Dale L. Simmons 1984846

04/17/2018 04/26/2018 02:39 Dale L. Simmons 1984847

SM 2540 C-97 04/17/2018 04/18/2018 16:03 Yijie Li 1984843

SM 2540 D-97 04/17/2018 04/18/2018 16:03 Yijie Li 1984843, 1984846, 1984847

SM 4500 F-C-97 04/17/2018 04/25/2018 22:52 Dale L. Simmons 1984843

04/17/2018 04/25/2018 23:02 Dale L. Simmons 1984846

04/17/2018 04/26/2018 02:39 Dale L. Simmons 1984847

SM 5310 B-00 04/17/2018 04/19/2018 08:27 Megan Treadwell 1984844

04/17/2018 04/19/2018 08:42 Megan Treadwell 1984848

04/17/2018 04/19/2018 08:57 Megan Treadwell 1984849


	1
	2
	3
	Curry(Tidal)@AlbeeFarm
	G3SD0066

	Curry(Tidal)@AlbeeFarm
	G3SD0066


	4
	5
	HatchettCrk@PinebrookRd
	G3SD0103

	6
	Alligator @ Jacaranda
	G2SD0026

	Alligator @ Jacaranda
	G2SD0026

	7
	Alligator Tidal @ US 41
	G2SD0025

	8
	Alligator Tidal @ US 41
	G2SD0025

	9
	10
	Woodmere Creek@Heron Rd
	G2SD0027

	11
	Gottfried@DeerCrkMobile
	G2SD0028

	11
	12
	12
	13
	14
	15
	16
	16
	17
	18
	19
	20
	21
	21
	22
	23
	24
	25
	25
	26
	27
	28
	29
	30
	31
	31
	32
	33
	34
	34
	35
	36
	37
	38
	39
	39
	40
	41
	42
	43
	44

