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From: Heidi Parker

To: Wood-McGrath, Avril

Cc: Savage, Jacqueline; Swanson, Cheryl
Subject: RE: incubation times for T1807982
Date: Monday, June 11, 2018 11:05:57 AM
Attachments: T1807982-Bench Sheet.pdf

Hi Avril

Here you go, she put the wrong time in our LIMS system

Heidi Parker

Project Manager

Advanced Environmental Laboratories, Inc.
Florida's Largest Laboratory Network!
9610 Princess Palm Avenue

Tampa, FL 33619

813-630-9616 Voice

813-630-4327 Fax

Website: www.aellab.com

From: Wood-McGrath, Avril [mailto:Avril. Wood-McGrath@dep.state.fl.us]
Sent: Wednesday, June 06, 2018 4:38 PM

To: Heidi Parker (hparker@aellab.com)
Cc: Savage, Jacqueline; Swanson, Cheryl
Subject: incubation times for T1807982

Hi Heidi Parker,
Can you confirm the incubation times for work order T1807982?
From the report:

[1] Incubator 1-5/9/18 16:25-18:25 Incubator 2-5/9/18 18:25- 5/10/18 12:30

[cid:image003.png@01D1BBDY9.1BBA8140]<http://www.dep.state.fl.us/>

Avril Wood-McGrath

OPS Environmental Specialist 11

FDEP Laboratory - Biology Program

Florida Department of Environmental Protection

Avril. Wood-McGrath@floridadep.gov<mailto: Avril. Wood-McGrath@floridadep.gov>
Office: 850.245.8193

[Dep Customer
Survey]<http://survey.dep.state.fl.us/?refemail=Avril.Wood-McGrath@dep.state
fl.us>
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: Rdlyanced Analysis Begin Date: 5/9/2018
% tvironmental Lahorataries. lnc. Dates Plates Read: 5/10/2018
LIMS Report Date: 5/15/2018
RUN LOG FOR (Analyst) Begun By: ARV Read By: ARV
EPA 1603 LIMS Report By: Reviewed By:
Pad / Plate Date ID#: TM3-19T5 E. Coli by Membrane Filter HBN | Batch # | Rell d: 23798 1666 S—f{i~a
Filter ID#: TM3-19U6 CFU/M00mL Manifold 1D: T1d )
Pipette 1D#: TM3-19B2/TM3-18C1 Incubator #1 I1D: T1AJ Incubator #2 ID: T1AN
m-TEC ID#: MTEC5818 Incubator #1 Temp In: 35 Incubator #1 Temp Out: 35
Buffer H20 1D#: PBDI5818 Incubator #2 Temp In: 44.5 Incubator #2 Temp Out: 44.6
Chlorine Check Reagent ID#: TM3-19K1 Incubation #1 Temp/Time: 35.0 +/- 0.5 °C; 2 hours +/- 0.5 hours
Incubation #2 Temp/Time: 44.5+/- 0.2 °C; 22 hours +/- 2 hours
m 3 S Lab ID Client Sample| Matrix| Sample | Dilution |Time Start{ Timein Time out Time in Time Out Total Colonies Cly Non-Coliform| ~ Comments
[l ] AEL Sample ID D ** |Volume(mL)| Factor | Filtration | Incubator #1 | Incubator #1 | Incubator #2 | Incubator #2 Count per 100mis Check Colonies & Qualifiers
4 4 2712033 100 __18:25 18:25 14:30 0 o ]
4| 4|MN004V T1807974001 ‘o _amas! 14:30 u 270 @10%
5 5|MNOC4V 2712034 SD 1 100 18:25 18:25 14:30 1 100U
8 6|MN004V 2712038 SD 0.1 1000 18:25 18:25 14:30 0 0ju
4| 4|mNooav T1807974002 APPLIEDSCI 10 10 1825 1B:9s 14:30 7 70]U e Cnoetoxe
5 5]MN004V 2712038 SD 1 100 18:25 18:25 14:30 2 200{U
6 6MNO04V 2712037 SD 0.1 1000 18:25 14:30 0 o] 18]
4] 4|MNooav T1807974003 APPLIEDSCI 10 10 1825 14:30 96 es0ly T
5 5|MN004V 2712038 1 100 18:25 14:30 7 700U
6 6{MN004V 2712038 0.1 1000 18:25 14:30 0 0y
4| 4|CLIENT T1807982001 25| 4 18:250 - 14:30 1) 4y 4@4xB
5 S5|CLIENT 2712040 10 10 18:25 14:30 0 olu
6 G6{CLIENT 2712041 1 100 18:25 14:30 0 01y
4| 4lcLENT T1807982002 25 4 1825 14:30 1 4lu 14 @axB :
5 S{CLIENT 2712042 10 10 18:25 14:30 0 418}
6 6{CLIENT 2712043 1 100 18:25 14:30 0 0juU
4 4| -
5| 5 )
6| 6 B
4 4 o
5 5 \1;\%.@
6l 6 . 11X
4 4 T AAT T
sl 5 i [ I
5| 6 M e
** WW=Wastewater. GW=Ground water, SW=Surface water. DW=Drinking water Dilutions should be prepared so that the optimum range of 20-80 counts is seen DCN: MI-141

B = Blank: 100mI of Buffer H,O for QC verification of any carry-over

PRE = 100mlI Blank sample filtered prior to each run

POST = 100m! Blank sample {iltered afler cach run

MID-{no.} = 100ml Blank sample filtered after 10 useages of each filter holder
U = Undetected. when used for Cla: <0.2mg/L

DUP = Duplication of a sample for QC accuracy calculations

Pre/Post Blank Criteria: <1 col/100mL

TNTC = Too numerous to count: {total colonics exceeds 200]
CG = Confluent growth: [colonies not dislinct]

1: Denotes ‘identical to cntry above': [i.c.. ditto]

Eff: 6/12117

Note: If present. describe and enter non-coliform colony counts in comments column









