From: Avyres, Joshua

To: Reaves, Shawn D

Subject: FW: time inconsistency

Date: Friday, September 18, 2020 8:55:44 AM
Attachments: tempsnip.ipa

NE-DIST-2020-09-03-03.pdf
image001.png

Time correction needed.

JosHua AYRES
Environmental Specialist III
DEP Laboratories

Voice: 850.245.8206

Joshua.Ayres@dep.state.fl.us

From: Homann, Lisa <Lisa.Homann@FloridaDEP.gov>
Sent: Friday, September 18, 2020 08:51

To: Ayres, Joshua <Joshua.Ayres@dep.state.fl.us>
Subject: FW: time inconsistency

Hi Josh,

Can you correct the sample time in LIMS? It should read 9:20.
Thank you,

Lisa

From: Sprague, Kara <Kara.Sprague@FloridaDEP.gov>
Sent: Friday, September 18, 2020 8:11 AM
To: Homann, Lisa <Lisa.Homann@FloridaDEP.gov>

Cc: Appleby, Kimberly <Kimberly.Appleby@FloridaDEP.gov>; Davis, Brian G.
<Brian.G.Davis@FloridaDEP.gov>

Subject: RE: time inconsistency

Morning,

No. You can just forward a copy of the email from Kim to Josh Ayres and Shawn Reaves, asking them
to change the time in LIMS per sampler request. Receiving just adds a pdf of this email to the
receiving paperwork to document the change.

Thanks,

Kara
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vent: NE-DIST-2020-09-03-03 with Status: V

epors Certfied: None

SJR East 2020
equest ID: RO-202008-31-35  Customer: NE-DIST Project SMP PMAS:
- Event: NE-DIST-2020-03.0303
e Sample D TextID Status  Date Sampled
Job: TLH-2020-09-0346 2194082 TLH-20200303.47-01 v 02:SEP-2020 11:40
v Job: TLH-2020-03:0347 2194083 TLH-2020030347-02 v 02:SEP-2020 1055
> - Sample: 2194082 2194084 TLH-2020:030347-03 v 02:5EP-2020 10.05
Sample: 2194083 2194085 TLH-202009.03-47-04 v 025EP-2020fF5 7





Login Checklist 44
Login Station ID:

0:2020-(\§ -3 (-3S

Shipping Method: UPS | HD | Greyhound Date/Time of Receipt: 09/03/2020 @ ' 0 . ()b
. Samples |+AnsamplesinCooler| Number of Sample Evidence Tape
ooler : T . -
Temperature AL et el Congalr:ers in Present? | *| nt|aCt? Waybill Tracking #
YES |HNO;| Formalin ~pellEs Yes | No | Yes | No

I07C ) N T S =T
e e e B o 4 A ?é{@l

COOLER CHECK
*All samples received on ice unless otherwise noted. HNO3 and Formalin preserved samples do NOT have a temperature requirement.

e If the temperature of a cooler exceeds 6.0 oC (above 10.0 oC for W-1-4-DIOX and microbiology) or received without i ice, identify affected
samples in an NCR. NCR#

¢ DOH coolers can exceed 2.0 °C above the standard temperature (6.0 or 20.0 °C for W-1-4-DIOX) without login confirmation from customer for
samples requiring ice preservation; identify affected samples in an NCR. NCR#

e If cooler or samples are received with a damaged Evidence Seal; identify the affected samples in an NCR. NCR#

» If coolers or samples are received late; identify the affected samples in an NCR. NCR#

Chain of Custody/ Field Sheet(s) Included? Yes \/ No

Micro-Biology Overflow Chain of Custody/ Field Sheet(s) Included? Yes \/ No

CONTAINER CHECK

Evidence Tape on Bottles? Yes No NA X Evidence Tape intact? yes No
if Criminal, photographs taken? Yes —— No Containers intact? yes \/ No
Caps on tight? Yes i No
Sufficient Sample Volume: Yes L No ___

If NO is checked above, generate an NCR listing affected sample IDs in its appropriate category. NCR#

CHLORINE CHECK REQUIRED? (Blue dot on container) Yes v~ No nit: TY WK
Chlorine detected? (One container checked per Field ID) Yes No__ A Init:w

If chlorine is detected, generate an NCR listing affected sample IDs . NCR#

PRESERVATION CHECK (EXCLUDING SAMPLES SENT TO OVERFLOW LABS, “OV-“)

**Acid Preserved Samples: pH< 2.0? Yes \/ No NA Init: T\/!f/\.%
NA X it TL(!A—K

**¥W-1-4-DIOX (Green dot on container) preserved to pH<4.0? Yes No

If samples were not preserved correctly, generate an NCR listing affected sample IDs . NCR#

Coolers Unpacked/Checked by: TYL Date: 09/03/2020 Event contains NCRs (Y/N)? IU P

eventip: LSUR East 2029
-NE-DIST-2020-09-03-93 (snP)

Page 1 o D2EE Received: 93- ~SEP-2020 11:39
~ee. -4-4-2





Login Checklist

Login Preservation Equipment Lot # & Exp: Date Additional Comments:

Infrared Thermometer ID: | #4 Temp Gun EXP:11/05/2020

pH Test Strips0—6

pH Paper0-3

pH Paper 0-13 231019 EXP:11/01/2022

Chlorine Test Strips 8261 EXP:07/2021
ENCORE SAMPLES

S-VOC-MS samples in Encores must be frozen within 48 hours of collection.

Were Encore samples received? Yes Init:

Date and time placed in freezer

Were all samples placed in freezer within 48 hours of collection?  Yes No

if no, were samples shipped ondry ice? Yes No

If S-VOC-MS samples were not preserved correctly, generate an NCR listing affected sample IDs . NCR#

FOR CLEAN LAB USE ONLY — Total Mercury Preservation Check (W-HG-AF;W-HG-AF-F):

Samples preserved within 48 hours? Yes No

Date and time samplespreserved:

Page 2 of 2, 06/15/2020, Form 1.B-020-1.22





Pagelof

FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION

CHAIN OF CUSTODY FORM
Date: 9/2/2020 Collected By: Kimberly Applebee, Brian Davis
Customer: NE-DIST Sampling Agency: FDEP
RQ: RQ-2020-08-31-35 Project ID: SMP

PLEASE RETURN THE ORIGINAL OF THIS FORM WITH SAMPLE SUBMITTAL
FORMS AND THE COOLER PACKING WORKSHEET TO THE LAB

Number of Coolers Shipped: 3

FIELD ID (I.abels) submitted under this RQ for this collection date.

Site Location Field ID/WIN ID
Greenfield Creek @ Queens Harbour Blvd. ||I"| "III Ilm IIIII ""I IIII”HH II"I ||” ,m
20030809
NewsstleCr @ ¢ Carline Kl R LT
20030872
Miller Cr @ Schumacher N
20030794

S T

T

S T

RELINQUISHED BY(SIGNATURE): 5 . . DATE/TIME:
wan Davee 9/2/20 1600

THIS SECTION TO BE COMPLETED BY LABORATORY

—_—
Rec'd/Inspected By: ‘ u M Rec'd/Inspected Date: OO( O} 7/
\ I |

0L






Baldly X" this
box if there ore

CAUBRATION AND VERIFICATION LOG (FDEP SOP FT 1000-FT 1500, FD 1000-FD 4000)
quallfied date on

Meter m"‘pd’f . Im_ 2000 “0f-2, .15 Project LJJA’ Coni? this poge. |
-
Notes: (1) Atways wait for meter to stabilize before recording any readings.
{2) Report all digits displayed. Do not round before reporting measurements. (See special Instructions for depth).
{3} For Calibrations, record calibrated meter reading. Do not record initial meter reading before calibration.
mperature rl iq Date of Last Temperature Verification g 7L F/20
00 Name Date Time |Temp |Barc- |D.O. | Meter % DD |Probe |Probe |Pass Lab
DEP SOP crer |°c  |meter |Chart |0.0. charge [Galn |/ |/
FT1500 | mmHg | mg/t | mg/t g i Fail_| Field
o, | B e P \Jl2N20 (7271289 760 9 |8 5 —— loo./| ~ |Log Y F
ey, S8 236 |710]8.5 |851 /00|~ I O¢ (FlF
cov 130 A4.£|7408\8 . 31835 1009\~ | .OLIBYF(D) F
ooV P/FIL/F
DO Acceptance criteria from Table £ 0.3 mg/L. Rapid-Pulse Sensors: DO Gain Range 0.7 to 1.4; DO Charge Range 25-75.
Opticak DO gain range 0.85 to 1.15 {Pro DSS 0.75 to 1.50); DO charge N/A. Steady-state & Galvanic Sensors: DO Gain & Charge N/A.
Spec. Name Date Time | Loth Expir. Standard Mater Pass | Lab
Cond. CT-ET Date pumhosfcm | Reading / /
FT 1200 pmhos/cm fFail | Fleld
ctvr. Erven Pivs |9/ |70 | 2004erd ¥ /2/ | 1000 1000 @ |(hF
iov 2 570 lwovorA /s | 100 1022 (&F Dt
cov 13/0|z00%07¢\Y [ 2/ | 10CO | 977 EYF (O F
cov p/E|L/F
Conductivity Acceptance criteria t 5%
pH Name Date Time Lot # Explr. pH Temp |Meter |mV Pass | Lab
DEP SOP CT-EY Date Buffer |°C reading / !
FT 1100 suU SU Fail | Fleld
cativr. sz View  bBhlel|237 |2C0iCH ) /22 |10 |29.9|7.0 |45/ @D/ F
[ cator, ! 290 \2a prcaliolzr |40 |25t H.0l |/ecol®F OV F
[ catibr. 7494 |2 0o291/| &/21 |01 |25 (0.0 |-1&F. ®F oy F
oy 70 70012/ | 1 /22 |20 |25.017.05 15 | (®/F O F
| cov 121212910029 | 10/27 4.0 o5.014.0 21162 c{VF (U F
eV | P/F|L/F|
pH Acceptlance criteriaz 0.25U; mVpH7 RangeO3 50; mV pH 4 Range +180  50; mV pH 10 Range -180 % 50;
if mV are recorded: slope from 7 t0 10 , slope from 4 to 7 (both must be between 165 and 180 mV)

Does meter have 3 depth sensor that will be used to measure total depth & sample depth?  YES / NO / NA (not surf. water project)
If YES, complete daily Calibr. & ICV below and list date of last quarterly depth verification:
if NO, what will be used? wevs ol Secchi Disk Une / Sonar Unigque 1D; : Date of last verification:

Depth Sensor Name Date Time Calibrated ICV Value, | Pass/ | Lab/
(Daily Calibration & CT-ET Value {0.00 or meters fail Fleld
V) Ofiset), meters

Pressure mode In alr ﬁ,,fa._ ﬁw’: 4?/2/20 790 | C.00 OC.CO | p/F | L/F

Report two decimal places. Round numbers <4 down, 2 5 up. ICV acceptance criteria £ 5 % or £ 0.05m, whichever is greater.
COMMENTS:

Form effective August 1, 2018






RQ-2020-08-31-35

Customer: WQAP
Project ID: SMP

Collected By: Kimberly Applebee, Brian Davis
Field Report Prepared By: Kimberly Applebee

Sampling Agency: FDEP

Place Label Here Comments: Microbiology sample(s) submitted to contract
laboratory
WIN ID/Field ID: I III”' "I"II II " III II "I’I‘ ll" l"l
20030068
Location:  Big Pottsburg Cr Bowden Rd
Matrix: Fresh (Check one) "X GRAB 0O composiTe
Date Time DO DO Temp. (C9) pH Sample |Secchi Disk| Total Depth| Sp COND Salinity
(mg/L) | (%SAT) Depth (m) (m) (m) (umhos/cm)| (PPTh)
11:40 4,35 55 27.3 7.04 0.156 0.3 0.3 225.8 0.11
9/2/2020 : bd VOB (5)
EST
1 Central Lab please use top row for login purposes T
EST
Parameter Suite Parameter Methods Preservation pH Check s:nat?oﬂ::b :::::
Preserved Nutrients [X) W-NH3/W-NO2NO3 / W-TKN / W-TOC / W-S-A-TP P ke py H2SOs* P <2 1 A
(P-a0omL) Lot# [5A9301030 Exp:  [10/28/20
Metals O w-cems O wier O w-naro [J e [ HNOs* O <2
{r-500ML) Lot # Exp:
X w-posr Field Filtered 0.45 um Filter P lce [ I 1 [ A
Filtered Nutrients :‘:::e; ROBASESTS
(P125ML)
Syringe
Lot #
Chilorophyll 1 A
(BP-1L) B cHisume-w By e
Physical/Aggregate (Fresh) Alkalinity / W-F f W-TSS / TURBIDITY / W-CI-(C / W-COLOR / W-504-1C / W- , 1 A
(P-1L) o5 ] e
Physlcal/Aggregate (Marine) =
P-1L) [ Alkalinity / W-BR-IC / W-F / W-TSS / TURBIDITY O e
Macroinvertebrates F A
(PJ-2L) [J M-Fw-aLoc [J Formatin
Periphyton
(PT-S0ML) O AGAEID O e
Microblology P Ecol [ Fcoli [ Enterococci lce 1 A
(Contract Lab Bottle) P9 contract Lab -
Molecular [J Pcr-HFi83 [ PCR-BacR [J Pcr-De3 O
(QPCR-P-500ML) [ PCR-GULL2 [ Per-GFD O fce
Tracers
(BG-500ML) [ wesser-or ] w-esser-ms O ke
Pesticides [x] w-es321-1 [x] wessat-ms  [x] wepsneta o] W-CT-CLR B ice 10 A
(BG-500ML) (BG-1L) [x] w-pci-sa-R  [x] W-CARB-AA (5 mi of MCAA™ Buffer Solution)
O tce
IName: Signature: 5 . . Date:
Imberly Applebee LI DW
rian Davis : 9/2/20

*2.0 ml of Preservative used unless noted otherwise.
**MCAA: Monochloroacetic acid buffer solution






FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION

Meter Passed End

STRATEGIC MONITORING PROGRAM FIELD SHEET of Day CCV
January 2020 Yes [/ No
WIN Station Name: Big Pottsburg Cr Bowden Rd Date: 9/2/2020
WIN/Field ID: 20030068 WBID: 2265C ENR: Latitude:
County: DUVAL Org ID: 21FLA Longitude:
Receiving Body of Water: Lower St. Johns RQ- 2020-08-31-35
¥ Sampling Equipment
n
= § E [x] sample Container (] carboy
Q| = | & 5
E| 38|, : O Dipper [ van Dorn
Sampling Team Members AR ] syringe [x] Pole
o|E
E o E § § Depth measured with: Meter
5 £ 3 § § Secchi Equipment ID:
z|aldlel & Collection Method
x | Kimberly Applebee x x | x [ |wading [ ] cance/kayak
x| Brian Davis x| [x [x]From Shore ] Electric Motor

[:I Gasoline Motor

DOther

Water Level: [zl Normal I:l Low

DHigh I:lDry D Pooled [:l Flooded

Meter ID#
DEsl

Photos: NA Flow:

NA

Tide:

Tide Times:

High: Low:

Biological Samples Collected:

Iz' None

DHA [ ]sa I__—IRPS l__—IAIgaeID

Other:

[ Jws [ Jw

SBIO ID Numbers:

Notes:

Duplicate Sample

Time Zone: EST Time: N/A Field ID: N/A (WIN ID_DUP)
WIN DMT Activity ID:
Blank

Time Zone: Time: N/A Field ID: N/A {Blank Type_DDMMYYYY)

DI Source: N/A Location: N/A

DI Type: N/A Equipment ID: N/A
LIMS EVENT ID: WIN ImportID:
Enter Field Parameters, Verify Station ID In LIMS DMT: QC Station ID, Field Parameters In LIMS DMT: _

{initials/Date) (Initials/Date}

Scan/Save Field Sheets BD 9/2/20 Migrate Data to WIN: Verify Data InWIN:

. {Initials/Date) {Initials/Date) {Initials/Date)





RQ-2020-08-31-35
Customer: WQAP
Project ID: SMP

Collected By: Kimberly Applebee, Brian Davis

Field Report Prepared By: Kimberly Applebee
Sampling Agency: FDEP

Place Label Here Comments: [VIICrobiology sample(s) submitted to contract
laboratory
WIN ID/Field ID: ”II"I l’l" III II‘II II II ”IM Im |||,
20030794
Location:  Miller Cr @ Schumacher
Matrix: Fresh (Check one) X Gras O compose
Date Time DO Do Temp. (C1) pH Sample |Secchi Disk| Total Depth| Sp COND Salinity
{mg/L) (%SAT) Depth (m) (m) {m) (pmhos/em) (PPTh)
10-55 5.9 72.7 25.8 6.84 0.05 0.1 0.1 322 0.15
9/2/2020 ) ﬁ VOB (S)
EST
Central Lab pléase use top row for login purposes T
EST
#Bottles | Bottle
Parameter Suite Parameter Methods Preservation pH Check Eont To LAl Group
+ 1 C
Preserved Nutrients [] W-NH3/ W-NO2NO3 / W-TKN / W-TOC / W-5-A-TP K] tee  pg H2SO4 m <
(P-500ML)
Lot # [SA9354050 Exp: 12/20/20
Metals O wcems 0O wee O w-Haro [0 e [ HNOs* O <2
(F-30080L) Lot # Exp:
X w-pos-f Field Filtered 0.45 ym Filter P lce I I 1 I C
Filtered Nutrients ::::e’: RIBASGE7S
(P125ML)
Syringe
Lot #
Chiorophyll 1 C
(BP-1L) B cHsumew By lee
Physical/Aggregate (Fresh) Alkalinity / W-F / W-TSS / TURBIDITY / W-CI-IC / W-COLOR / W-5044C / W- | 1 C
(P-11) B s B9 fee
Physical/Aggregate (Marine) -
(P1L) [] Alkalinity / W-BR-IC/ W-F / W-TSS / TURBIDITY O le
Macroinvertebrates . "
(PJ-2I.) D MI-FW-QLDC D -ormatin
Periphyton
(PT-50ML) [ ALGAE-ID 0 e
Microbiology Py Ecoli [ Feol [ Enterococci . 1 C
{Contract Lab Bottle) P9 contract Lab -
Molecular O Per-HF183 [Q PcRr-BacR [ Pcr-D63 O
(QPCR-P-500ML) ] PerGuLL [] Pcr-GFD a fce
:.:G?;;:ML) [X] w-gszor-or  [x] w-gez21-ms X 1ce 1 C
Pesticides D w-ess21-Dl [T wesszims ] wpsnprq [ W-CT-CLR O e
(BG-S00ML) (BG-1L) [] w-pcisa-r [} W-CARB-AA (5 mlf of MCAA** Buffer Solution)
[ Ice
IName: Signature: Date:
imberly Applebee ) )
Frian Davis gm DW 9/2/20

*2.0 ml of Preservative used unless noted otherwise.
**MCAA: Monochloroacetic acid buffer solution






FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION Meter Passed End
STRATEGIC MONITORING PROGRAM FIELD SHEET of Day CCV
January 2020 Yes / No
WIN Station Name: Miller Cr @ Schumacher Date: 9/2/2020
WIN/Field ID: 20030794 WBID: ENR: Latitude:
21FLA Longitude:

County: DUVAL

Receiving Body of Water: Lower St. Johns

RQ- 2020-08-31-35

> Sampling Equipment
% E : E [x] ngple Container ] Carboy
HHE P *: L] Dipper "] van Domn
Sampling Team Members HER: S| 8 [] syringe [x] Pole

§ ‘: E E § Depth measured with: Meter

: 23 el ¥ Secchi Equipment ID:

2|ald|&l & Collection Method
[x | Kimberly Applebee x x | x [ |wading Canoe/Kayak
[ x | Brian Davis x x IZlFrorn Shore |:| Electric Motor
[ ] I:lOther I:] Gasoline Motor

Water Level: E Normal l:l Low

Meter ID#

DHigh |:|Dry |:|Pooled |:| Flooded DESI

Photos: No Flow: FLow

Tide Times:
Tide: High:

Low:

E None

Biological Samples Collected:

D HA |:|sa |___|RPS DAlgae ID

|:| VS |: i Other:

SBIO 1D Numbers:

Notes:

Duplicate Sampie

Time Zone: EST Time: N/A Field ID: N/A (WIN ID_DUP)
WIN DMT Activity ID:
Blank
Time Zone: Time: NA Field ID: N/A (Blank Type_DDMMYYYY)
DI Source: N/A Location: N/A
DI Type: N/A Equipment 1Dz N/A
LIMS EVENT ID: WIN importiD:
Enter Field Parameters, Verify Station 1D In LIMS DMT: QC Station ID, Field Parameters In LIMS DMT: _
(Initials/Date) (Initials/Date)
Scan/Save Field Sheets BD 9/2/20 Migrate Data to WIN: Verify Data InWIN: —
{Initials/Date) {Initials/Date)

{Initials/Date)






RQ-2020-08-31-35

Collected By: Kimberly Applebee, Brian Davis

Customer: WQAP

Field Report Prepared By: Kimberly Applebee

Project ID: SMP

Sampling Agency: FDEP

Place Label Here comments: Microbiology sample(s) submitted to contract
laboratory
WIN ID/Field ID: l IIIHI "I" ||l II ||" ||,| I IIuI lI" ,III
20030809
Location:  Greenfield Creek @ Queens Harbour Blvd.
Matrix: Marine (Check one) B Gras [J composITE
DO Do Sample |Secchi Disk* Total Depth| Sp COND Salinity
Dat: Ti . H
R M | (mgn) | (%samy |TOMP-(€2| P Depth (m) (m) (m) | (umhosiem)|  (PPTH)
09:17 4.53 57 26.9 6.95 0.3 0.8 1 1317 0.65
9/2/2020 ) D VOB(S)
EST
T Central Lab please use top row for login purposes T
EST
Parameter Suite Parameter Methods Preservation pH Check s:nstot::':asb ::::::
1 D
Preserved Nutrients E W-NH3 / W-NO2NO3 / W-TKN / W-TOC / W-S-A-TP m Ice m H250:* m <2
-500M
fF-eoomt) Lot# [5A9301030 Exp:  [10/2020
Metals O weicems O wace O w-naro O e= [J HNOs* O <
(P-500ML) Lot # Exp:
B w-rosr Field Filtered 0.45 um Fifter P e I l 1 I D
Filtered Nutrients Filter
SA1)792H5
(P125ML) s;::':e
Lot #
Chlorophyll 1 D
(BP-1L) Bd cusume-w Py lee
Physical/Aggregate (Fresh) Alkalinity / W-F / W-TSS / TURBIDITY / W-ChIC / W-COLOR / W-5024C / W- \
(P1L) O s m
:':::i)calll\ggregate (Marine) E] Alkalinity / W-BR-IC / W-F / W-TSS / TURBIDITY Ifl Ice 1 D
Macroinvertebrates Formaiin
(P-2L) O M-Fw-albc |
Periphyton O
(PT-50ML) [J ALGAE-ID Ice
Microbiology P Ecoli [} Fcoli P Enterococci Ice 2 D
(Contract Lab Bottle) [ Contract Lab
Molecular [J Pcr-HrFie3 [] Pcr-Bacr [J PeR-DG3 O e
{(QPCR-P-500ML) [ PCR-GULL2 [J per-GFD O <
Tracers 1 D
(BG-500ML) Be] weesseror [} w-esazi-ms X ice
Pesticides D W-£8321-DI D Wesz21-Ms [T W-PSNP-TQ D N-CT-CL-R O e
(BG-500ML) (BG-1L) [] w-pc-sar D W-CARB-AA (5 ml of MCAA* Buffer Solution)
O 1ce
IName: Signature: Date:
imberly Applebee 4 M' L 44/.“. ”
Erian Davis p 9/2/20

*2.0 m of Preservative used unless noted otherwise.
**MCAA: Monochloroacetic acid buffer solution






FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION Meter Passed End
STRATEGIC MONITORING PROGRAM FIELD SHEET of Day CCV
January 2020 Yes [ No
WIN Station Name: Greenfield Creek @ Queens Haroour Bivd. Date: 9/2/2020
WIN/Field ID: 20030809 WBID: 2240B ENR: Latitude: 30.33008
County: DUVAL Org ID: 21FLA Longitude: -81.45657
Receiving Body of Water: Lower St. Johns RQ- 2020-08-31-35
e x Sampling Equipment
E S ] ] sample Container 1 carboy
E[BIS|_|© (] Dipper [x] Van Dorn He-Man
Sampling Team Members gls|8| 8| 8 [ syringe [] Pole
o| e ®
§ o E g E Depth measured with: Meter
: HE: el 2 Secchi Equipment ID:
Elalalal s Collection Method
x | Kimberly Applebee x| |x [ |wading | | canoe/Kayak
[ x] Brian Davis X [_IFrom shore [_] Electric Motor
(] Eother |___| Gasoline Motor

Water Level: EI Normal l:] Low

DHigh |:|Dry I:lPooIed |:| Flooded

Meter 1D#
DEslI

Photos: NO Flow: FLOwW

) Tide Times:
Tide: RISING High:

Low:

E None

Biological Samples Collected:

EIHA Dsq DRPS I:]Algae ID

Other:

[ Juws [

SBIO ID Numbers:

Notes:

Duplicate Sample

Time Zone: EST Time: N/A Field ID: N/A (WIN ID_DUP)
WIN DMT Activity ID:
Blank
Time Zone: Time: N/A Field ID: N/A {Blank Type_DDMMYYYY)
DI Source: N/A Location: N/A
DI Type: N/A Equipment ID: N/A
LIMS EVENT ID: WIN Import ID: _
Enter Field Parameters, Verify Station ID In LIMS DMT: Qg Station ID, Field Parameters In LIMS DMT: _
(Initials/Date) {Initials/Date)
Scan/Save Field Sheets BD 9/2/20 Migrate Data to WIN: Verify Data In WIN: o
(Initials/Date) (Initials/Date) {Initials/Date}






RQ-2020-08-31-35

Collected By: Brian Davis, Kimberly Applebee

Customer: WQAP

Field Report Prepared By: Brian Davis

Project ID: SMP

Sampling Agency: FDEP

Place Label Here comments: Microbiology sample(s) submitted to contract
laboratory
WIN ID/Field ID: ”II"I "I,l III II’II u Illl ” ‘"ll "Il ’"’
20030872
Location:  Newcastle Cr @ Ft Caroline Hills Rd
Matrix: Fresh {Check one) ® GRaB L3 composiTE
D i Di Sp COND
o Time 0 DO Temp. (C9) pH Sample |Secchi Disk| Total Depth p G Salinity
(mg/L) (%SAT) Depth (m) {m) (m) (imhos/cm) (PPTh)
10:0 6.04 73.5 25 6.83 0.05 0.1 0.1 275.3 0.13
9/2/2020 | 10:05 R Vo s
EST
T Central Lab please use top row for login purposes T
EST
# Bottles Bottle
Parameter Suite Parameter Methods Preservation pH Check sent to Lab Gy
Preserved Nutrients E W-NH3 / W-NO2NC3 / W-TKN / W-TOC / W-S-A-TP m Ice m H2504* m <2 1 C
0
ovomy Lot# [SA9354050 Exp:  [12/20/2020
Metals O wocems O weee O w-narp O e [J HNOs* O <
(P-500ML) Lot # Exp:
W-PO4- Field Filtered 0.45 jm Filter Py lee l 1 ' C
Filtered Nutrients Filter
BA8687
P125ML) Lot & ROBA86875
Syringe
Lot #
Chiorophyll 1 C
(BP-L) CHISUITE-W M Ice
Physical/iAggregate (Fresh) Alkalinity / W-F / W-TSS / TURBIDITY / W-CI-IC / W-COLOR / W-504-1C/ W~ | 1 C
(P-1L) ™s i
:::tl;a"Aggregate (Marine) D Alkalinity / W-BR-IC / W-F / W-TSS / TURBIDITY D Ice
Macroinvertebrates =
(PJ-2L) [ mi-Fw-albc [J Formalin
Periphyton
(PT-S0ML) [J ALGAEID O ice
M'croblok,gy m E Cali [ Fcoli [J Enterococci lee 1 c
(Contract Lab Bottle) P contract Lab )
Molecular [J Pcr-HF183 [] Per-Back [J Per-0G3 o .
(QPCR-P-500ML) [ PereGuLLz [ Pcr-GFD a ce
Tracers 1 C
(BG-500ML) O] wessrm [ w-eazzr-ms B ice
Pesticides D w210l [7] wessz1-ms O w-psne-te [] w-cT-ciR O rce
(BG-500ML) (BG-1L) [J w-pcr-saR  [T] W-CARB-AA (5 mi of MCAA** Buffer Solutian)
O Ice
IName: Signature: Date:
rian Davis ' ' 9/2/20
timherly Applebee 3444}9 DW

*2.0 ml of Preservative used unless noted otherwise.
**MCAA: Monochloroacetic acid buffer solution






FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION Meter Passed End
STRATEGIC MONITORING PROGRAM FIELD SHEET of Day CCV
January 2020 Yes [ No
WIN Station Name: Newcastle Cr @ Ft Caroline Hills Rd Date: 9/2/2020
WIN/Field ID: 20030872 WBID: 2235 ENR: Latitude: 30.36577
County: DUVAL Org ID: 21FLA Longitude: -81.57967
Receiving Body of Water: _Lower St. Johns RQ- 2020-08-31-35
3 Sampling Equipment

[

E _Fa § [x] sample Container [ carboy

E| 3|8 S (] Dipper ] van Dorn

Sampling Team Members ; 3 E sl & ] syringe [x] Pole
° -

§ e g 2 E Depth measured with: Meter

§ 23 ] § Secchi Equipment ID:

2|alale| & Collection Method
[x | Brian Davis x | |wading Canoe/Kayak
x | Kimberly Applebee x x [x]From shore ] Etectric Motor
[ ] Dother |:| Gasoline Motor
=

KNate.- Level: [X|Normal [ Jiow [ |wign [_Jor [ ]Pooled [ ] Flooded

Meter ID#
DEslI

Tide Times:

Photos: NO Flow: FLow Tide: High: Low
Biological Samples Collected: E None [ | HA [ sc [ Jres [ |Aleae D |___—]Lvs [ Other:
SBIO ID Numbers:
Notes:
Duplicate Sample
Time Zone: EST Time: N/A Field ID: N/A (WIN ID_DUP)
WIN DMT Activity ID:
Blank
Time Zone: Time: N/A Field ID: N/A {Blank Type_DDMMYYYY)
DI Source: N/A Location: N/A
DI Type: N/A Equipment 1D: N/A
LIMS EVENT ID: WIN Import 1D: _ _
Enter Field Parameters, Verify Station ID In LIMS DMT: QC Station ID, Field Parameters In LIMS DMT:
{Initials/Date) {Initials/Date}
Scan/Save Field Sheets BD 9/2/20 Migrate Data to WIN: Verify Data InWIN: o
{Initials/Date} {Initials/Date) (Initials/Date})
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Printed: 9/3/2020 11:25:45 AM

RQ-2020-08-31-35

Page 1 0of 4

Date of Request:  05-AUG-2020

Created By: PARRISH_J On: 05-AUG-2020
Modified By: JASROTIA_P On: 12-AUG-2020
Customer: NE-DIST

Project: SMP

Division:

District: Northeast District

Division of Environmental Assessment and Restoration

Event Description: LSJR East 2020

Priority: 3
Event Status:
Criminal Investigation: NO

Send Coolers To:

Phone: 904-256-1700

8800 Baymeadows Way West

Suite 100

Jacksonville, FL 32256

Attn: Jeremy Parrish

Cooler Ship EMail: Jeremy.M.Parrish@dep.state.fl.us

Send Final Report To:

Chemistry Request Reviewed By:
Biology Request Reviewed By:
Sampling Kit Required:

WATTS_J On: 11-AUG-2020
JASROTIA_P On: 12-AUG-2020
YES Ship on: 21-AUG-2020

8800 Baymeadows Way West
Suite 100
Jacksonville, FL 32256

Sampling Kit Shipped:

YES On: 19-AUG-2020

Attn: Jeremy Parrish

Sampling Kit Packed By: SHAIK_A Report Notification EMail: Jeremy.M.Parrish@dep.state.fl.us
Preservatives Needed: NO

Date to Receive Samples: 31-AUG-2020

Logged In By:

Comments: Group A: (Surf-fresh)Nutrients, Pesticides, Bacteria

Group B: (Surf fresh)Nutrients, Metals, Bacteria, Tracer

Group C: (Surf.fresh)Nutrients, Bacteria, tracer

Group D:(Surf.fresh)Nutrients, Bacteria, tracer

NE-ALS-ECQ
NE-ALS-ENQ
Packing Notes:

Bottle Group A (Water) With 1 Samples:

Bottle Type: P-1L

ALKALINITY Template:
TURBIDITY Template:
W-CL-IC Template:
W-COLOR Template:
Color (true)
W-F Template:
W-804-IC Template:
W-TDS Template:
W-TSS Template:
Bottle Type: BP-1L
CHLSUITE-W  Template:

Bottle Type: P-250ML-WI-THI
NE-ALS-ECQ
Bottle Type: BG-500ML
W-CARB-AA
Bottle Type: BG-500ML

Template:

Template:

Number of Bottles: 1 Preserved With: ICE

DEFAULT (SM 2320 B-2011) Alkalinity in aqueous matrices as mg CaCO3/L

DEFAULT (EPA 180.1 Rev. 2.0) Turbidity in aqueous matrices

DEFAULT (EPA 300.0 Rev. 2.1) Chloride in aqueous matrices

DEFAULT (SM 2120 B-2011) True Color measured at 450 nm (not valid for NPDES monitoring)

DEFAULT (SM 4500 F-C-2011) Fluoride in aqueous matrices, without distillation (not valid for NPDES
monitoring)

DEFAULT (EPA 300.0 Rev. 2.1) Sulfate in aqueous matrices

DEFAULT (SM 2540 C-2011) Total Dissolved Solids in aqueous matrices

DEFAULT (SM 2540 D-2011) Total Suspended Solids in aqueous matrices using a maximum of 250 mL of
sample

Number of Bottles: 1 Preserved With: ICE
DEFAULT (SM 10200 H (mod.)) Phytoplankton chlorophyll-a corrected, uncorrected, and phaeophytin by

spectrophotometry
Number of Bottles: 1 Preserved With: ICE
DEFAULT (SM 9223 B Quanti-Tray) E. coli by Colilert/QT by ALS in Jacksonville
Number of Bottles: 1 Preserved With: CH2CICOOH Pre-Preserved
DEFAULT (EPA 8321B) Carbamates in water matrices by HPLC/MS/MS
Number of Bottles: 4 Preserved With: ICE
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Bottle Group A (Water) With 1 Samples:
Bottle Type: BG-500ML Number of Bottles: 4 Preserved With: ICE
W-CT-CI-R Template: DEFAULT (EPA 8276) Organochlorine pesticides in water matrices by GC/MS with Negative Chemical
lonization
W-PCL-SQ-R Template: DEFAULT (EPA 8270E) Organochlorine pesticides in water matrices by GC/MS-SIM
Bottle Type: BG-500ML Number of Bottles: 1 Preserved With: ICE
W-E8321-DI Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
W-E8321-MS Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
Bottle Type: P-500ML Number of Bottles: 1 Preserved With: ICE And H2S04
W-NH3 Template: DEFAULT (EPA 350.1 Rev. 2.0) Ammonia in aqueous matrices as mg N/L
W-NO2NO3 Template: DEFAULT (EPA 353.2 Rev. 2.0) Nitrite/Nitrate in aqueous matrices as mg N/L
W-S-A-TP Template: DEFAULT (EPA 365.1 Rev. 2.0) Total Phosphorus in aqueous matrices as mg P/L
W-TKN Template: DEFAULT (EPA 351.2 Rev. 2.0) Total Kjeldahl Nitrogen in aqueous matrices
W-TOC Template: DEFAULT (SM 5310 B-2011) Nonpurgeable Organic Carbon in agueous matrices
Bottle Type: P-125ML Number of Bottles: 1 Preserved With: FILTER-ICE
W-PO4-F Template: DEFAULT (EPA 365.1 Rev. 2.0) Ortho-phosphate, dissolved, in filtered, aqueous matrices as mg P/L
Bottle Type: BG-1L Number of Bottles: 4 Preserved With: ICE
W-PSNP-TQ Template: DEFAULT (EPA 8270E) Organonitrogen and phosphorus pesticides in water matrices by GC/MS/MS
Bottle Group B (Water) With 1 Samples:
Bottle Type: P-1L Number of Bottles: 1 Preserved With: ICE
ALKALINITY Template: DEFAULT (SM 2320 B-2011) Alkalinity in aqueous matrices as mg CaCO3/L
TURBIDITY Template: DEFAULT (EPA 180.1 Rev. 2.0) Turbidity in aqueous matrices
W-CL-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Chloride in aqueous matrices
W-COLOR Template: DEFAULT (SM 2120 B-2011) True Color measured at 450 nm (not valid for NPDES monitoring)
Color (true)
W-F Template: DEFAULT {SM 4500 F-C-2011) Fluoride in aqueous matrices, without distillation (not valid for NPDES
monitoring)
W-504-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Sulfate in aqueous matrices
W-TDS Template: DEFAULT (SM 2540 C-2011) Total Dissolved Solids in aqueous matrices
W-TSS Template; DEFAULT (SM 2540 D-2011) Total Suspended Solids in aqueous matrices using a maximum of 250 mL of
sample
Bottle Type: BP-1L Number of Bottles: 1 Preserved With: ICE
CHLSUITE-W  Template: DEFAULT (SM 10200 H (mod.)) Phytoplankton chlorophyll-a corrected, uncorrected, and phaeophytin by
spectrophotometry
Bottle Type: P-250ML-WI-TH} Number of Bottles: 1 Preserved With: ICE
NE-ALS-ECQ Template: DEFAULT (SM 9223 B Quanti-Tray) E. coli by Coliler/QT by ALS in Jacksonville
Bottle Type: BG-500ML Number of Bottles: 1 Preserved With: ICE
W-E8321-DI Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
W-E8321-MS Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
Bottle Type: P-500ML Number of Bottles: 1 Preserved With: HNO3
W-HARD Template: DEFAULT (SM 2340B) Hardness by calculation, in aqueous matrices, reported as mg/L CaCO3
Hardness
W-ICP Template: (EPA 200.7 Rev. 4.4) Total Recoverable Metals analysis using ICP emission spectroscopy for
aqueous samples supporting Clean Water Act Projects
Barium
Calcium
iron
Magnesium
Potassium
Sodium
Zinc
W-ICPMS Template: (EPA 200.8 Rev. 5.4) Total Recoverable Metals analysis using ICP-MS for aqueous samples
supporting Clean Water Act Projects
*Boron
Aluminum
Antimony
Arsenic
Cadmium
Chromium
Copper
Lead

Nickel
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Bottle Group B (Water) With 1 Samples:
Bottle Type: P-500ML Number of Bottles: 1 Preserved With: HNO3
W-ICPMS Template: (EPA 200.8 Rev. 5.4) Total Recoverable Metals analysis using ICP-MS for aqueous samples
supporting Clean Water Act Projects
Selenium
Silver
Thallium
Bottle Type: P-500ML Number of Bottles: 1 Preserved With: ICE And H2504
W-NH3 Template: DEFAULT (EPA 350.1 Rev. 2.0) Ammonia in aqueous matrices as mg N/L
W-NO2NO3 Template: DEFAULT (EPA 353.2 Rev. 2.0) Nitrite/Nitrate in aqueous matrices as mg N/L
W-S-A-TP Template: DEFAULT (EPA 365.1 Rev. 2.0) Total Phosphorus in aqueous matrices as mg P/L
W-TKN Template: DEFAULT (EPA 351.2 Rev. 2.0} Total Kjeldahl Nitrogen in aqueous matrices
W-TOC Template: DEFAULT {SM 5310 B-2011) Nonpurgeable Organic Carbon in agueous matrices
Bottle Type: P-125ML Number of Bottles: 1 Preserved With: FILTER-ICE
W-PO4-F Template: DEFAULT (EPA 365.1 Rev. 2.0) Ortho-phosphate, dissolved, in filtered, aqueous matrices as mg P/L
Bottle Group C (Water) With 3 Samples:
Bottle Type: P-1L Number of Bottles: 3 Preserved With: ICE
ALKALINITY Template: DEFAULT (SM 2320 B-2011) Alkalinity in aqueous matrices as mg CaCO3/L
TURBIDITY Template: DEFAULT (EPA 180.1 Rev. 2.0) Turbidity in aqueous matrices
W-CL-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Chloride in aqueous matrices
W-COLOR Template: DEFAULT (SM 2120 B-2011) True Color measured at 450 nm (not valid for NPDES monitoring)
Color (true)
W-F Template: DEFAULT (SM 4500 F-C-2011) Fluoride in aqueous matrices, without distillation (not valid for NPDES
monitoring)
W-804-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Sulfate in aqueous matrices
W-TDS Template: DEFAULT (SM 2540 C-2011) Total Dissolved Solids in aqueous matrices
W-TSS Template: DEFAULT (SM 2540 D-2011) Total Suspended Solids in aqueous matrices using a maximum of 250 mL of
sample
Bottle Type: BP-1L Number of Bottles: 3 Preserved With: ICE
CHLSUITE-W  Template: DEFAULT (SM 10200 H (mod.)) Phytoplankton chlorophyli-a corrected, uncorrected, and phaeophytin by
spectrophotometry
Bottle Type: P-250ML-WI-THI Number of Bottles: 3 Preserved With: ICE
NE-ALS-ECQ Template: DEFAULT (SM 9223 B Quanti-Tray) E. coli by Colilert/QT by ALS in Jacksonville
Bottle Type: BG-500ML Number of Bottles: 3 Preserved With: ICE
W-E8321-DI Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
W-E8321-MS Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
Bottle Type: P-500ML Number of Bottles: 3 Preserved With: ICE And H2504
W-NH3 Template: DEFAULT (EPA 350.1 Rev. 2.0) Ammonia in aqueous matrices as mg N/L
W-NO2NO3 Template: DEFAULT (EPA 353.2 Rev. 2.0) Nitrite/Nitrate in aqueous matrices as mg N/L
W-8-A-TP Template: DEFAULT (EPA 365.1 Rev. 2.0) Total Phosphorus in aqueous matrices as mg P/L
W-TKN Template: DEFAULT (EPA 351.2 Rev. 2.0) Total Kjeldahl Nitrogen in agueous matrices
W-TOC Template: DEFAULT (SM 5310 B-2011) Nonpurgeable Organic Carbon in aqueous matrices
Bottle Type: P-125ML Number of Bottles: 3 Preserved With: FILTER-ICE
W-PO4-F Template: DEFAULT (EPA 365.1 Rev. 2.0) Ortho-phosphate, dissolved, in filtered, aqueous matrices as mg P/L
Bottle Group D (Water) With 1 Samples:
Bottle Type: P-1L Number of Bottles: 1 Preserved With: ICE
ALKALINITY Template: DEFAULT (SM 2320 B-2011) Alkalinity in aqueous matrices as mg CaCO3/L
TURBIDITY Template: DEFAULT (EPA 180.1 Rev. 2.0) Turbidity in aqueous matrices
W-CL-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Chloride in agueous matrices
W-COLOR Template: DEFAULT (SM 2120 B-2011) True Color measured at 450 nm {not valid for NPDES monitoring)
Color (true)
W-F Template: DEFAULT {SM 4500 F-C-2011) Fluoride in aqueous matrices, without distillation (not valid for NPDES
monitoring)
W-S04-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Sulfate in aqueous matrices
W-TDS Template: DEFAULT (SM 2540 C-2011) Total Dissolved Solids in aqueous matrices
W-TSS Template: DEFAULT (SM 2540 D-2011) Total Suspended Solids in agueous matrices using a maximum of 250 mL of
sample
Bottle Type: BP-1L Number of Bottles: 1 Preserved With: ICE
CHLSUITE-W  Template: DEFAULT (SM 10200 H (mod.)) Phytoplankton chlorophyli-a corrected, uncorrected, and phaeophytin by
spectrophotometry

Bottle Type: P-250ML-WI-THI Number of Bottles: 2 Preserved With: ICE
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Bottle Group D (Water) With 1 Samples:

Bottie Type: P-250ML-WI-THI
NE-ALS-ECQ Template;
NE-ALS-ENQ Template:

Bottle Type: BG-500ML
W-E8321-DI Template:
W-E8321-MS Template:

Bottle Type: P-500ML

W-NH3 Template:

W-NO2NO3 Template:

W-S-A-TP Template:

W-TKN Template:

W-TOC Template:
Bottle Type: P-125ML

W-PO4-F Template:

Number of Bottles: 2 Preserved With: ICE

DEFAULT (SM 9223 B Quanti-Tray) E. coli by Colilert/QT by ALS in Jacksonville
DEFAULT (ASTM D650399) Enterococci by Enterolert/QT by ALS in Jacksonville
Number of Bottles: 1 Preserved With: ICE
DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
Number of Bottles: 1 Preserved With: ICE And H2S04
DEFAULT (EPA 350.1 Rev. 2.0) Ammonia in aqueous matrices as mg N/L
DEFAULT (EPA 353.2 Rev. 2.0) Nitrite/Nitrate in aqueous matrices as mg N/L
DEFAULT (EPA 365.1 Rev. 2.0) Total Phosphorus in agueous matrices as mg P/L
DEFAULT (EPA 351.2 Rev. 2.0) Total Kjeldahl Nitrogen in aqueous matrices
DEFAULT {SM 5310 B-2011) Nonpurgeable Organic Carbon in aqueous matrices
Number of Bottles: 1 Preserved With: FILTER-ICE
DEFAULT (EPA 365.1 Rev. 2.0) Ortho-phosphate, dissolved, in filtered, aqueous matrices as mg P/L

* - The laboratory is not NELAP certified for this analyte/method, or certification is not applicable.










From: Homann, Lisa <Lisa.Homann@FloridaDEP.gov>

Sent: Friday, September 18, 2020 6:42 AM

To: Sprague, Kara <Kara.Sprague@FloridaDEP.gov>

Cc: Appleby, Kimberly <Kimberly.Appleby@FloridaDEP.gov>; Davis, Brian G.
<Brian.G.Davis@FloridaDEP.gov>

Subject: RE: time inconsistency

Kara,

What needs to happen for this one? The time of sampling in the EDD it is correct, but in LIMS it’s
incorrect. Do Kim or Brian need to send a revision?

Thanks,

Lisa

From: Appleby, Kimberly <Kimberly.Appleby@FloridaDEP.gov>

Sent: Thursday, September 17, 2020 12:03 PM

To: Davis, Brian G. <Brian.G.Davis@FloridaDEP.gov>; Homann, Lisa <Lisa.Homann@FloridaDEP.gov>
Cc: Sprague, Kara <Kara.Sprague@FloridaDEP.gov>

Subject: Re: time inconsistency

Hello,
| do apologize again, the correct time for this sample is 920.

Thank you,
Kim

Sent from my Verizon, Samsung Galaxy smartphone
Get Outlook for Android

From: Homann, Lisa <Lisa.Homann@€FloridaDEP.gov>

Sent: Thursday, September 17, 2020 10:37:26 AM

To: Davis, Brian G. <Brian.G.Davis@FloridaDEP.gov>

Cc: Appleby, Kimberly <Kimberly.Appleby@FloridaDEP.gov>; Sprague, Kara
<Kara.Sprague@FloridaDEP.gov>

Subject: time inconsistency

Good morning,

There are two different sampling times for station at the Greenfield station (20030809), 9:17 and
9:20. Can you let me know which is correct?

Thanks,

Lisa


mailto:Lisa.Homann@FloridaDEP.gov
mailto:Kara.Sprague@FloridaDEP.gov
mailto:Kimberly.Appleby@FloridaDEP.gov
mailto:Brian.G.Davis@FloridaDEP.gov
mailto:Kimberly.Appleby@FloridaDEP.gov
mailto:Brian.G.Davis@FloridaDEP.gov
mailto:Lisa.Homann@FloridaDEP.gov
mailto:Kara.Sprague@FloridaDEP.gov
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mailto:Lisa.Homann@FloridaDEP.gov
mailto:Brian.G.Davis@FloridaDEP.gov
mailto:Kimberly.Appleby@FloridaDEP.gov
mailto:Kara.Sprague@FloridaDEP.gov

Login Checklist 44
Login Station ID:

0:2020-(\§ -3 (-3S

Shipping Method: UPS | HD | Greyhound Date/Time of Receipt: 09/03/2020 @ ' 0 . ()b
. Samples |+AnsamplesinCooler| Number of Sample Evidence Tape
ooler : T . -
Temperature AL et el Congalr:ers in Present? | *| nt|aCt? Waybill Tracking #
YES |HNO;| Formalin ~pellEs Yes | No | Yes | No

I07C ) N T S =T
e e e B o 4 A ?é{@l

COOLER CHECK
*All samples received on ice unless otherwise noted. HNO3 and Formalin preserved samples do NOT have a temperature requirement.

e If the temperature of a cooler exceeds 6.0 oC (above 10.0 oC for W-1-4-DIOX and microbiology) or received without i ice, identify affected
samples in an NCR. NCR#

¢ DOH coolers can exceed 2.0 °C above the standard temperature (6.0 or 20.0 °C for W-1-4-DIOX) without login confirmation from customer for
samples requiring ice preservation; identify affected samples in an NCR. NCR#

e If cooler or samples are received with a damaged Evidence Seal; identify the affected samples in an NCR. NCR#

» If coolers or samples are received late; identify the affected samples in an NCR. NCR#

Chain of Custody/ Field Sheet(s) Included? Yes \/ No

Micro-Biology Overflow Chain of Custody/ Field Sheet(s) Included? Yes \/ No

CONTAINER CHECK

Evidence Tape on Bottles? Yes No NA X Evidence Tape intact? yes No
if Criminal, photographs taken? Yes —— No Containers intact? yes \/ No
Caps on tight? Yes i No
Sufficient Sample Volume: Yes L No ___

If NO is checked above, generate an NCR listing affected sample IDs in its appropriate category. NCR#

CHLORINE CHECK REQUIRED? (Blue dot on container) Yes v~ No nit: TY WK
Chlorine detected? (One container checked per Field ID) Yes No__ A Init:w

If chlorine is detected, generate an NCR listing affected sample IDs . NCR#

PRESERVATION CHECK (EXCLUDING SAMPLES SENT TO OVERFLOW LABS, “OV-“)

**Acid Preserved Samples: pH< 2.0? Yes \/ No NA Init: T\/!f/\.%
NA X it TL(!A—K

**¥W-1-4-DIOX (Green dot on container) preserved to pH<4.0? Yes No

If samples were not preserved correctly, generate an NCR listing affected sample IDs . NCR#

Coolers Unpacked/Checked by: TYL Date: 09/03/2020 Event contains NCRs (Y/N)? IU P

eventip: LSUR East 2029
-NE-DIST-2020-09-03-93 (snP)

Page 1 o D2EE Received: 93- ~SEP-2020 11:39
~ee. -4-4-2



Login Checklist

Login Preservation Equipment Lot # & Exp: Date Additional Comments:

Infrared Thermometer ID: | #4 Temp Gun EXP:11/05/2020

pH Test Strips0—6

pH Paper0-3

pH Paper 0-13 231019 EXP:11/01/2022

Chlorine Test Strips 8261 EXP:07/2021
ENCORE SAMPLES

S-VOC-MS samples in Encores must be frozen within 48 hours of collection.

Were Encore samples received? Yes Init:

Date and time placed in freezer

Were all samples placed in freezer within 48 hours of collection?  Yes No

if no, were samples shipped ondry ice? Yes No

If S-VOC-MS samples were not preserved correctly, generate an NCR listing affected sample IDs . NCR#

FOR CLEAN LAB USE ONLY — Total Mercury Preservation Check (W-HG-AF;W-HG-AF-F):

Samples preserved within 48 hours? Yes No

Date and time samplespreserved:

Page 2 of 2, 06/15/2020, Form 1.B-020-1.22
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FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION

CHAIN OF CUSTODY FORM
Date: 9/2/2020 Collected By: Kimberly Applebee, Brian Davis
Customer: NE-DIST Sampling Agency: FDEP
RQ: RQ-2020-08-31-35 Project ID: SMP

PLEASE RETURN THE ORIGINAL OF THIS FORM WITH SAMPLE SUBMITTAL
FORMS AND THE COOLER PACKING WORKSHEET TO THE LAB

Number of Coolers Shipped: 3

FIELD ID (I.abels) submitted under this RQ for this collection date.

Site Location Field ID/WIN ID
Greenfield Creek @ Queens Harbour Blvd. ||I"| "III Ilm IIIII ""I IIII”HH II"I ||” ,m
20030809
NewsstleCr @ ¢ Carline Kl R LT
20030872
Miller Cr @ Schumacher N
20030794

S T

T

S T

RELINQUISHED BY(SIGNATURE): 5 . . DATE/TIME:
wan Davee 9/2/20 1600

THIS SECTION TO BE COMPLETED BY LABORATORY

—_—
Rec'd/Inspected By: ‘ u M Rec'd/Inspected Date: OO( O} 7/
\ I |

0L




Baldly X" this
box if there ore

CAUBRATION AND VERIFICATION LOG (FDEP SOP FT 1000-FT 1500, FD 1000-FD 4000)
quallfied date on

Meter m"‘pd’f . Im_ 2000 “0f-2, .15 Project LJJA’ Coni? this poge. |
-
Notes: (1) Atways wait for meter to stabilize before recording any readings.
{2) Report all digits displayed. Do not round before reporting measurements. (See special Instructions for depth).
{3} For Calibrations, record calibrated meter reading. Do not record initial meter reading before calibration.
mperature rl iq Date of Last Temperature Verification g 7L F/20
00 Name Date Time |Temp |Barc- |D.O. | Meter % DD |Probe |Probe |Pass Lab
DEP SOP crer |°c  |meter |Chart |0.0. charge [Galn |/ |/
FT1500 | mmHg | mg/t | mg/t g i Fail_| Field
o, | B e P \Jl2N20 (7271289 760 9 |8 5 —— loo./| ~ |Log Y F
ey, S8 236 |710]8.5 |851 /00|~ I O¢ (FlF
cov 130 A4.£|7408\8 . 31835 1009\~ | .OLIBYF(D) F
ooV P/FIL/F
DO Acceptance criteria from Table £ 0.3 mg/L. Rapid-Pulse Sensors: DO Gain Range 0.7 to 1.4; DO Charge Range 25-75.
Opticak DO gain range 0.85 to 1.15 {Pro DSS 0.75 to 1.50); DO charge N/A. Steady-state & Galvanic Sensors: DO Gain & Charge N/A.
Spec. Name Date Time | Loth Expir. Standard Mater Pass | Lab
Cond. CT-ET Date pumhosfcm | Reading / /
FT 1200 pmhos/cm fFail | Fleld
ctvr. Erven Pivs |9/ |70 | 2004erd ¥ /2/ | 1000 1000 @ |(hF
iov 2 570 lwovorA /s | 100 1022 (&F Dt
cov 13/0|z00%07¢\Y [ 2/ | 10CO | 977 EYF (O F
cov p/E|L/F
Conductivity Acceptance criteria t 5%
pH Name Date Time Lot # Explr. pH Temp |Meter |mV Pass | Lab
DEP SOP CT-EY Date Buffer |°C reading / !
FT 1100 suU SU Fail | Fleld
cativr. sz View  bBhlel|237 |2C0iCH ) /22 |10 |29.9|7.0 |45/ @D/ F
[ cator, ! 290 \2a prcaliolzr |40 |25t H.0l |/ecol®F OV F
[ catibr. 7494 |2 0o291/| &/21 |01 |25 (0.0 |-1&F. ®F oy F
oy 70 70012/ | 1 /22 |20 |25.017.05 15 | (®/F O F
| cov 121212910029 | 10/27 4.0 o5.014.0 21162 c{VF (U F
eV | P/F|L/F|
pH Acceptlance criteriaz 0.25U; mVpH7 RangeO3 50; mV pH 4 Range +180  50; mV pH 10 Range -180 % 50;
if mV are recorded: slope from 7 t0 10 , slope from 4 to 7 (both must be between 165 and 180 mV)

Does meter have 3 depth sensor that will be used to measure total depth & sample depth?  YES / NO / NA (not surf. water project)
If YES, complete daily Calibr. & ICV below and list date of last quarterly depth verification:
if NO, what will be used? wevs ol Secchi Disk Une / Sonar Unigque 1D; : Date of last verification:

Depth Sensor Name Date Time Calibrated ICV Value, | Pass/ | Lab/
(Daily Calibration & CT-ET Value {0.00 or meters fail Fleld
V) Ofiset), meters

Pressure mode In alr ﬁ,,fa._ ﬁw’: 4?/2/20 790 | C.00 OC.CO | p/F | L/F

Report two decimal places. Round numbers <4 down, 2 5 up. ICV acceptance criteria £ 5 % or £ 0.05m, whichever is greater.
COMMENTS:

Form effective August 1, 2018




RQ-2020-08-31-35

Customer: WQAP
Project ID: SMP

Collected By: Kimberly Applebee, Brian Davis
Field Report Prepared By: Kimberly Applebee

Sampling Agency: FDEP

Place Label Here Comments: Microbiology sample(s) submitted to contract
laboratory
WIN ID/Field ID: I III”' "I"II II " III II "I’I‘ ll" l"l
20030068
Location:  Big Pottsburg Cr Bowden Rd
Matrix: Fresh (Check one) "X GRAB 0O composiTe
Date Time DO DO Temp. (C9) pH Sample |Secchi Disk| Total Depth| Sp COND Salinity
(mg/L) | (%SAT) Depth (m) (m) (m) (umhos/cm)| (PPTh)
11:40 4,35 55 27.3 7.04 0.156 0.3 0.3 225.8 0.11
9/2/2020 : bd VOB (5)
EST
1 Central Lab please use top row for login purposes T
EST
Parameter Suite Parameter Methods Preservation pH Check s:nat?oﬂ::b :::::
Preserved Nutrients [X) W-NH3/W-NO2NO3 / W-TKN / W-TOC / W-S-A-TP P ke py H2SOs* P <2 1 A
(P-a0omL) Lot# [5A9301030 Exp:  [10/28/20
Metals O w-cems O wier O w-naro [J e [ HNOs* O <2
{r-500ML) Lot # Exp:
X w-posr Field Filtered 0.45 um Filter P lce [ I 1 [ A
Filtered Nutrients :‘:::e; ROBASESTS
(P125ML)
Syringe
Lot #
Chilorophyll 1 A
(BP-1L) B cHisume-w By e
Physical/Aggregate (Fresh) Alkalinity / W-F f W-TSS / TURBIDITY / W-CI-(C / W-COLOR / W-504-1C / W- , 1 A
(P-1L) o5 ] e
Physlcal/Aggregate (Marine) =
P-1L) [ Alkalinity / W-BR-IC / W-F / W-TSS / TURBIDITY O e
Macroinvertebrates F A
(PJ-2L) [J M-Fw-aLoc [J Formatin
Periphyton
(PT-S0ML) O AGAEID O e
Microblology P Ecol [ Fcoli [ Enterococci lce 1 A
(Contract Lab Bottle) P9 contract Lab -
Molecular [J Pcr-HFi83 [ PCR-BacR [J Pcr-De3 O
(QPCR-P-500ML) [ PCR-GULL2 [ Per-GFD O fce
Tracers
(BG-500ML) [ wesser-or ] w-esser-ms O ke
Pesticides [x] w-es321-1 [x] wessat-ms  [x] wepsneta o] W-CT-CLR B ice 10 A
(BG-500ML) (BG-1L) [x] w-pci-sa-R  [x] W-CARB-AA (5 mi of MCAA™ Buffer Solution)
O tce
IName: Signature: 5 . . Date:
Imberly Applebee LI DW
rian Davis : 9/2/20

*2.0 ml of Preservative used unless noted otherwise.
**MCAA: Monochloroacetic acid buffer solution




FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION

Meter Passed End

STRATEGIC MONITORING PROGRAM FIELD SHEET of Day CCV
January 2020 Yes [/ No
WIN Station Name: Big Pottsburg Cr Bowden Rd Date: 9/2/2020
WIN/Field ID: 20030068 WBID: 2265C ENR: Latitude:
County: DUVAL Org ID: 21FLA Longitude:
Receiving Body of Water: Lower St. Johns RQ- 2020-08-31-35
¥ Sampling Equipment
n
= § E [x] sample Container (] carboy
Q| = | & 5
E| 38|, : O Dipper [ van Dorn
Sampling Team Members AR ] syringe [x] Pole
o|E
E o E § § Depth measured with: Meter
5 £ 3 § § Secchi Equipment ID:
z|aldlel & Collection Method
x | Kimberly Applebee x x | x [ |wading [ ] cance/kayak
x| Brian Davis x| [x [x]From Shore ] Electric Motor

[:I Gasoline Motor

DOther

Water Level: [zl Normal I:l Low

DHigh I:lDry D Pooled [:l Flooded

Meter ID#
DEsl

Photos: NA Flow:

NA

Tide:

Tide Times:

High: Low:

Biological Samples Collected:

Iz' None

DHA [ ]sa I__—IRPS l__—IAIgaeID

Other:

[ Jws [ Jw

SBIO ID Numbers:

Notes:

Duplicate Sample

Time Zone: EST Time: N/A Field ID: N/A (WIN ID_DUP)
WIN DMT Activity ID:
Blank

Time Zone: Time: N/A Field ID: N/A {Blank Type_DDMMYYYY)

DI Source: N/A Location: N/A

DI Type: N/A Equipment ID: N/A
LIMS EVENT ID: WIN ImportID:
Enter Field Parameters, Verify Station ID In LIMS DMT: QC Station ID, Field Parameters In LIMS DMT: _

{initials/Date) (Initials/Date}

Scan/Save Field Sheets BD 9/2/20 Migrate Data to WIN: Verify Data InWIN:

. {Initials/Date) {Initials/Date) {Initials/Date)



RQ-2020-08-31-35
Customer: WQAP
Project ID: SMP

Collected By: Kimberly Applebee, Brian Davis

Field Report Prepared By: Kimberly Applebee
Sampling Agency: FDEP

Place Label Here Comments: [VIICrobiology sample(s) submitted to contract
laboratory
WIN ID/Field ID: ”II"I l’l" III II‘II II II ”IM Im |||,
20030794
Location:  Miller Cr @ Schumacher
Matrix: Fresh (Check one) X Gras O compose
Date Time DO Do Temp. (C1) pH Sample |Secchi Disk| Total Depth| Sp COND Salinity
{mg/L) (%SAT) Depth (m) (m) {m) (pmhos/em) (PPTh)
10-55 5.9 72.7 25.8 6.84 0.05 0.1 0.1 322 0.15
9/2/2020 ) ﬁ VOB (S)
EST
Central Lab pléase use top row for login purposes T
EST
#Bottles | Bottle
Parameter Suite Parameter Methods Preservation pH Check Eont To LAl Group
+ 1 C
Preserved Nutrients [] W-NH3/ W-NO2NO3 / W-TKN / W-TOC / W-5-A-TP K] tee  pg H2SO4 m <
(P-500ML)
Lot # [SA9354050 Exp: 12/20/20
Metals O wcems 0O wee O w-Haro [0 e [ HNOs* O <2
(F-30080L) Lot # Exp:
X w-pos-f Field Filtered 0.45 ym Filter P lce I I 1 I C
Filtered Nutrients ::::e’: RIBASGE7S
(P125ML)
Syringe
Lot #
Chiorophyll 1 C
(BP-1L) B cHsumew By lee
Physical/Aggregate (Fresh) Alkalinity / W-F / W-TSS / TURBIDITY / W-CI-IC / W-COLOR / W-5044C / W- | 1 C
(P-11) B s B9 fee
Physical/Aggregate (Marine) -
(P1L) [] Alkalinity / W-BR-IC/ W-F / W-TSS / TURBIDITY O le
Macroinvertebrates . "
(PJ-2I.) D MI-FW-QLDC D -ormatin
Periphyton
(PT-50ML) [ ALGAE-ID 0 e
Microbiology Py Ecoli [ Feol [ Enterococci . 1 C
{Contract Lab Bottle) P9 contract Lab -
Molecular O Per-HF183 [Q PcRr-BacR [ Pcr-D63 O
(QPCR-P-500ML) ] PerGuLL [] Pcr-GFD a fce
:.:G?;;:ML) [X] w-gszor-or  [x] w-gez21-ms X 1ce 1 C
Pesticides D w-ess21-Dl [T wesszims ] wpsnprq [ W-CT-CLR O e
(BG-S00ML) (BG-1L) [] w-pcisa-r [} W-CARB-AA (5 mlf of MCAA** Buffer Solution)
[ Ice
IName: Signature: Date:
imberly Applebee ) )
Frian Davis gm DW 9/2/20

*2.0 ml of Preservative used unless noted otherwise.
**MCAA: Monochloroacetic acid buffer solution




FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION Meter Passed End
STRATEGIC MONITORING PROGRAM FIELD SHEET of Day CCV
January 2020 Yes / No
WIN Station Name: Miller Cr @ Schumacher Date: 9/2/2020
WIN/Field ID: 20030794 WBID: ENR: Latitude:
21FLA Longitude:

County: DUVAL

Receiving Body of Water: Lower St. Johns

RQ- 2020-08-31-35

> Sampling Equipment
% E : E [x] ngple Container ] Carboy
HHE P *: L] Dipper "] van Domn
Sampling Team Members HER: S| 8 [] syringe [x] Pole

§ ‘: E E § Depth measured with: Meter

: 23 el ¥ Secchi Equipment ID:

2|ald|&l & Collection Method
[x | Kimberly Applebee x x | x [ |wading Canoe/Kayak
[ x | Brian Davis x x IZlFrorn Shore |:| Electric Motor
[ ] I:lOther I:] Gasoline Motor

Water Level: E Normal l:l Low

Meter ID#

DHigh |:|Dry |:|Pooled |:| Flooded DESI

Photos: No Flow: FLow

Tide Times:
Tide: High:

Low:

E None

Biological Samples Collected:

D HA |:|sa |___|RPS DAlgae ID

|:| VS |: i Other:

SBIO 1D Numbers:

Notes:

Duplicate Sampie

Time Zone: EST Time: N/A Field ID: N/A (WIN ID_DUP)
WIN DMT Activity ID:
Blank
Time Zone: Time: NA Field ID: N/A (Blank Type_DDMMYYYY)
DI Source: N/A Location: N/A
DI Type: N/A Equipment 1Dz N/A
LIMS EVENT ID: WIN importiD:
Enter Field Parameters, Verify Station 1D In LIMS DMT: QC Station ID, Field Parameters In LIMS DMT: _
(Initials/Date) (Initials/Date)
Scan/Save Field Sheets BD 9/2/20 Migrate Data to WIN: Verify Data InWIN: —
{Initials/Date) {Initials/Date)

{Initials/Date)




RQ-2020-08-31-35

Collected By: Kimberly Applebee, Brian Davis

Customer: WQAP

Field Report Prepared By: Kimberly Applebee

Project ID: SMP

Sampling Agency: FDEP

Place Label Here comments: Microbiology sample(s) submitted to contract
laboratory
WIN ID/Field ID: l IIIHI "I" ||l II ||" ||,| I IIuI lI" ,III
20030809
Location:  Greenfield Creek @ Queens Harbour Blvd.
Matrix: Marine (Check one) B Gras [J composITE
DO Do Sample |Secchi Disk* Total Depth| Sp COND Salinity
Dat: Ti . H
R M | (mgn) | (%samy |TOMP-(€2| P Depth (m) (m) (m) | (umhosiem)|  (PPTH)
09:17 4.53 57 26.9 6.95 0.3 0.8 1 1317 0.65
9/2/2020 ) D VOB(S)
EST
T Central Lab please use top row for login purposes T
EST
Parameter Suite Parameter Methods Preservation pH Check s:nstot::':asb ::::::
1 D
Preserved Nutrients E W-NH3 / W-NO2NO3 / W-TKN / W-TOC / W-S-A-TP m Ice m H250:* m <2
-500M
fF-eoomt) Lot# [5A9301030 Exp:  [10/2020
Metals O weicems O wace O w-naro O e= [J HNOs* O <
(P-500ML) Lot # Exp:
B w-rosr Field Filtered 0.45 um Fifter P e I l 1 I D
Filtered Nutrients Filter
SA1)792H5
(P125ML) s;::':e
Lot #
Chlorophyll 1 D
(BP-1L) Bd cusume-w Py lee
Physical/Aggregate (Fresh) Alkalinity / W-F / W-TSS / TURBIDITY / W-ChIC / W-COLOR / W-5024C / W- \
(P1L) O s m
:':::i)calll\ggregate (Marine) E] Alkalinity / W-BR-IC / W-F / W-TSS / TURBIDITY Ifl Ice 1 D
Macroinvertebrates Formaiin
(P-2L) O M-Fw-albc |
Periphyton O
(PT-50ML) [J ALGAE-ID Ice
Microbiology P Ecoli [} Fcoli P Enterococci Ice 2 D
(Contract Lab Bottle) [ Contract Lab
Molecular [J Pcr-HrFie3 [] Pcr-Bacr [J PeR-DG3 O e
{(QPCR-P-500ML) [ PCR-GULL2 [J per-GFD O <
Tracers 1 D
(BG-500ML) Be] weesseror [} w-esazi-ms X ice
Pesticides D W-£8321-DI D Wesz21-Ms [T W-PSNP-TQ D N-CT-CL-R O e
(BG-500ML) (BG-1L) [] w-pc-sar D W-CARB-AA (5 ml of MCAA* Buffer Solution)
O 1ce
IName: Signature: Date:
imberly Applebee 4 M' L 44/.“. ”
Erian Davis p 9/2/20

*2.0 m of Preservative used unless noted otherwise.
**MCAA: Monochloroacetic acid buffer solution




FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION Meter Passed End
STRATEGIC MONITORING PROGRAM FIELD SHEET of Day CCV
January 2020 Yes [ No
WIN Station Name: Greenfield Creek @ Queens Haroour Bivd. Date: 9/2/2020
WIN/Field ID: 20030809 WBID: 2240B ENR: Latitude: 30.33008
County: DUVAL Org ID: 21FLA Longitude: -81.45657
Receiving Body of Water: Lower St. Johns RQ- 2020-08-31-35
e x Sampling Equipment
E S ] ] sample Container 1 carboy
E[BIS|_|© (] Dipper [x] Van Dorn He-Man
Sampling Team Members gls|8| 8| 8 [ syringe [] Pole
o| e ®
§ o E g E Depth measured with: Meter
: HE: el 2 Secchi Equipment ID:
Elalalal s Collection Method
x | Kimberly Applebee x| |x [ |wading | | canoe/Kayak
[ x] Brian Davis X [_IFrom shore [_] Electric Motor
(] Eother |___| Gasoline Motor

Water Level: EI Normal l:] Low

DHigh |:|Dry I:lPooIed |:| Flooded

Meter 1D#
DEslI

Photos: NO Flow: FLOwW

) Tide Times:
Tide: RISING High:

Low:

E None

Biological Samples Collected:

EIHA Dsq DRPS I:]Algae ID

Other:

[ Juws [

SBIO ID Numbers:

Notes:

Duplicate Sample

Time Zone: EST Time: N/A Field ID: N/A (WIN ID_DUP)
WIN DMT Activity ID:
Blank
Time Zone: Time: N/A Field ID: N/A {Blank Type_DDMMYYYY)
DI Source: N/A Location: N/A
DI Type: N/A Equipment ID: N/A
LIMS EVENT ID: WIN Import ID: _
Enter Field Parameters, Verify Station ID In LIMS DMT: Qg Station ID, Field Parameters In LIMS DMT: _
(Initials/Date) {Initials/Date)
Scan/Save Field Sheets BD 9/2/20 Migrate Data to WIN: Verify Data In WIN: o
(Initials/Date) (Initials/Date) {Initials/Date}




RQ-2020-08-31-35

Collected By: Brian Davis, Kimberly Applebee

Customer: WQAP

Field Report Prepared By: Brian Davis

Project ID: SMP

Sampling Agency: FDEP

Place Label Here comments: Microbiology sample(s) submitted to contract
laboratory
WIN ID/Field ID: ”II"I "I,l III II’II u Illl ” ‘"ll "Il ’"’
20030872
Location:  Newcastle Cr @ Ft Caroline Hills Rd
Matrix: Fresh {Check one) ® GRaB L3 composiTE
D i Di Sp COND
o Time 0 DO Temp. (C9) pH Sample |Secchi Disk| Total Depth p G Salinity
(mg/L) (%SAT) Depth (m) {m) (m) (imhos/cm) (PPTh)
10:0 6.04 73.5 25 6.83 0.05 0.1 0.1 275.3 0.13
9/2/2020 | 10:05 R Vo s
EST
T Central Lab please use top row for login purposes T
EST
# Bottles Bottle
Parameter Suite Parameter Methods Preservation pH Check sent to Lab Gy
Preserved Nutrients E W-NH3 / W-NO2NC3 / W-TKN / W-TOC / W-S-A-TP m Ice m H2504* m <2 1 C
0
ovomy Lot# [SA9354050 Exp:  [12/20/2020
Metals O wocems O weee O w-narp O e [J HNOs* O <
(P-500ML) Lot # Exp:
W-PO4- Field Filtered 0.45 jm Filter Py lee l 1 ' C
Filtered Nutrients Filter
BA8687
P125ML) Lot & ROBA86875
Syringe
Lot #
Chiorophyll 1 C
(BP-L) CHISUITE-W M Ice
Physical/iAggregate (Fresh) Alkalinity / W-F / W-TSS / TURBIDITY / W-CI-IC / W-COLOR / W-504-1C/ W~ | 1 C
(P-1L) ™s i
:::tl;a"Aggregate (Marine) D Alkalinity / W-BR-IC / W-F / W-TSS / TURBIDITY D Ice
Macroinvertebrates =
(PJ-2L) [ mi-Fw-albc [J Formalin
Periphyton
(PT-S0ML) [J ALGAEID O ice
M'croblok,gy m E Cali [ Fcoli [J Enterococci lee 1 c
(Contract Lab Bottle) P contract Lab )
Molecular [J Pcr-HF183 [] Per-Back [J Per-0G3 o .
(QPCR-P-500ML) [ PereGuLLz [ Pcr-GFD a ce
Tracers 1 C
(BG-500ML) O] wessrm [ w-eazzr-ms B ice
Pesticides D w210l [7] wessz1-ms O w-psne-te [] w-cT-ciR O rce
(BG-500ML) (BG-1L) [J w-pcr-saR  [T] W-CARB-AA (5 mi of MCAA** Buffer Solutian)
O Ice
IName: Signature: Date:
rian Davis ' ' 9/2/20
timherly Applebee 3444}9 DW

*2.0 ml of Preservative used unless noted otherwise.
**MCAA: Monochloroacetic acid buffer solution




FLORIDA DEPARTMENT OF ENVIRONMENTAL PROTECTION Meter Passed End
STRATEGIC MONITORING PROGRAM FIELD SHEET of Day CCV
January 2020 Yes [ No
WIN Station Name: Newcastle Cr @ Ft Caroline Hills Rd Date: 9/2/2020
WIN/Field ID: 20030872 WBID: 2235 ENR: Latitude: 30.36577
County: DUVAL Org ID: 21FLA Longitude: -81.57967
Receiving Body of Water: _Lower St. Johns RQ- 2020-08-31-35
3 Sampling Equipment

[

E _Fa § [x] sample Container [ carboy

E| 3|8 S (] Dipper ] van Dorn

Sampling Team Members ; 3 E sl & ] syringe [x] Pole
° -

§ e g 2 E Depth measured with: Meter

§ 23 ] § Secchi Equipment ID:

2|alale| & Collection Method
[x | Brian Davis x | |wading Canoe/Kayak
x | Kimberly Applebee x x [x]From shore ] Etectric Motor
[ ] Dother |:| Gasoline Motor
=

KNate.- Level: [X|Normal [ Jiow [ |wign [_Jor [ ]Pooled [ ] Flooded

Meter ID#
DEslI

Tide Times:

Photos: NO Flow: FLow Tide: High: Low
Biological Samples Collected: E None [ | HA [ sc [ Jres [ |Aleae D |___—]Lvs [ Other:
SBIO ID Numbers:
Notes:
Duplicate Sample
Time Zone: EST Time: N/A Field ID: N/A (WIN ID_DUP)
WIN DMT Activity ID:
Blank
Time Zone: Time: N/A Field ID: N/A {Blank Type_DDMMYYYY)
DI Source: N/A Location: N/A
DI Type: N/A Equipment 1D: N/A
LIMS EVENT ID: WIN Import 1D: _ _
Enter Field Parameters, Verify Station ID In LIMS DMT: QC Station ID, Field Parameters In LIMS DMT:
{Initials/Date) {Initials/Date}
Scan/Save Field Sheets BD 9/2/20 Migrate Data to WIN: Verify Data InWIN: o
{Initials/Date} {Initials/Date) (Initials/Date})




fEW
oL/
2wl Rng ) piecy Ui | iec] A § e / §\ N&w,-a v “ﬂ.\ \ s\
. 7oF JN AT,
uy it 4 it Wi Ui L4 -
T i i 5
NN pIIuug e u.u.:mn_l Jwsp pauLg SWEN pasiug 7 __aumy id - N
anpuig wunouly wnivulig 214w 18 k Z u s
Ag parumay Ag pagsinbunay Ag pasraaay Ag paysmbarizy Ag poysnbuiay
oNT QAT wwpg E«o.—.-ohsaubguh
viN
S T W 94v0 Xv4 aRiTINDTY
oy T— 0D P O o ey g .
(iasbism aswmnana ') | Tavanvis— x| o m. ~
B LY F—0 e tymry 3| M4V SEOUVHDUNS) HSTe .
Apogy sremy ) 2
NOLLYWBOUNT TI0ANI SMNIRIUINLTS INOLxE SINFHININDTY QN OUYNUNL] HU AT dp@0.31umo240-03 100 Lieday SR 1L WHI0D/SURIRIRT 1wds]
sl 4 PP = h@b ssoo@
2 55°! FECL®oT
7 Vo | §oo} NW huom.oUJmll
73] RIX[T [ [°Th B2kl A
e TIWIL FLlva al avy Q_ FUIDAVYS INTITD
qu\uﬁ_.ﬁ(m
SRVINGY \T._ﬂ > (A o t \ _
a0t g W ROBN POITIA] 5 13 dumg) ”
SOSHEN 'L B ooﬁ.unﬁnxum
: m 2 B XVi
L A
HO®K » m M m 9STZE 14 S||avospup
et =3 & M REA\ SMopeIwAvg 008g
(ONH T Wa FRpp v/ Ausdwony
) “ 1N
auoN o 20 uoday oL
e | NS PR T I e o SOV A4
(3An8Asa824 J2ui¥IN0D) PUE JAquinN POy pupuD) AALSINOTY SISATYNY Bqumy 12afosy)| g ot

I J0

1 aBegd

usARE Apuvy “pEOD STV

R US

H102-6€2 (¥06) XV 1 LLTT-60L (YOS / 9572 14 *

3litavoer 0oz nmg .hﬂ?.*ﬂ—x &:—g ol

ARIO LSANOTY SISATYNY AYOLVIOUVT / AGOLSND 40 NIVHD

,uwr.'.scoﬁ.cwé







Printed: 9/3/2020 11:25:45 AM

RQ-2020-08-31-35

Page 1 0of 4

Date of Request:  05-AUG-2020

Created By: PARRISH_J On: 05-AUG-2020
Modified By: JASROTIA_P On: 12-AUG-2020
Customer: NE-DIST

Project: SMP

Division:

District: Northeast District

Division of Environmental Assessment and Restoration

Event Description: LSJR East 2020

Priority: 3
Event Status:
Criminal Investigation: NO

Send Coolers To:

Phone: 904-256-1700

8800 Baymeadows Way West

Suite 100

Jacksonville, FL 32256

Attn: Jeremy Parrish

Cooler Ship EMail: Jeremy.M.Parrish@dep.state.fl.us

Send Final Report To:

Chemistry Request Reviewed By:
Biology Request Reviewed By:
Sampling Kit Required:

WATTS_J On: 11-AUG-2020
JASROTIA_P On: 12-AUG-2020
YES Ship on: 21-AUG-2020

8800 Baymeadows Way West
Suite 100
Jacksonville, FL 32256

Sampling Kit Shipped:

YES On: 19-AUG-2020

Attn: Jeremy Parrish

Sampling Kit Packed By: SHAIK_A Report Notification EMail: Jeremy.M.Parrish@dep.state.fl.us
Preservatives Needed: NO

Date to Receive Samples: 31-AUG-2020

Logged In By:

Comments: Group A: (Surf-fresh)Nutrients, Pesticides, Bacteria

Group B: (Surf fresh)Nutrients, Metals, Bacteria, Tracer

Group C: (Surf.fresh)Nutrients, Bacteria, tracer

Group D:(Surf.fresh)Nutrients, Bacteria, tracer

NE-ALS-ECQ
NE-ALS-ENQ
Packing Notes:

Bottle Group A (Water) With 1 Samples:

Bottle Type: P-1L

ALKALINITY Template:
TURBIDITY Template:
W-CL-IC Template:
W-COLOR Template:
Color (true)
W-F Template:
W-804-IC Template:
W-TDS Template:
W-TSS Template:
Bottle Type: BP-1L
CHLSUITE-W  Template:

Bottle Type: P-250ML-WI-THI
NE-ALS-ECQ
Bottle Type: BG-500ML
W-CARB-AA
Bottle Type: BG-500ML

Template:

Template:

Number of Bottles: 1 Preserved With: ICE

DEFAULT (SM 2320 B-2011) Alkalinity in aqueous matrices as mg CaCO3/L

DEFAULT (EPA 180.1 Rev. 2.0) Turbidity in aqueous matrices

DEFAULT (EPA 300.0 Rev. 2.1) Chloride in aqueous matrices

DEFAULT (SM 2120 B-2011) True Color measured at 450 nm (not valid for NPDES monitoring)

DEFAULT (SM 4500 F-C-2011) Fluoride in aqueous matrices, without distillation (not valid for NPDES
monitoring)

DEFAULT (EPA 300.0 Rev. 2.1) Sulfate in aqueous matrices

DEFAULT (SM 2540 C-2011) Total Dissolved Solids in aqueous matrices

DEFAULT (SM 2540 D-2011) Total Suspended Solids in aqueous matrices using a maximum of 250 mL of
sample

Number of Bottles: 1 Preserved With: ICE
DEFAULT (SM 10200 H (mod.)) Phytoplankton chlorophyll-a corrected, uncorrected, and phaeophytin by

spectrophotometry
Number of Bottles: 1 Preserved With: ICE
DEFAULT (SM 9223 B Quanti-Tray) E. coli by Colilert/QT by ALS in Jacksonville
Number of Bottles: 1 Preserved With: CH2CICOOH Pre-Preserved
DEFAULT (EPA 8321B) Carbamates in water matrices by HPLC/MS/MS
Number of Bottles: 4 Preserved With: ICE



RQ-2020-08-31-35

Printed: 9/3/2020 11:25:45 AM Page 2 of 4
Bottle Group A (Water) With 1 Samples:
Bottle Type: BG-500ML Number of Bottles: 4 Preserved With: ICE
W-CT-CI-R Template: DEFAULT (EPA 8276) Organochlorine pesticides in water matrices by GC/MS with Negative Chemical
lonization
W-PCL-SQ-R Template: DEFAULT (EPA 8270E) Organochlorine pesticides in water matrices by GC/MS-SIM
Bottle Type: BG-500ML Number of Bottles: 1 Preserved With: ICE
W-E8321-DI Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
W-E8321-MS Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
Bottle Type: P-500ML Number of Bottles: 1 Preserved With: ICE And H2S04
W-NH3 Template: DEFAULT (EPA 350.1 Rev. 2.0) Ammonia in aqueous matrices as mg N/L
W-NO2NO3 Template: DEFAULT (EPA 353.2 Rev. 2.0) Nitrite/Nitrate in aqueous matrices as mg N/L
W-S-A-TP Template: DEFAULT (EPA 365.1 Rev. 2.0) Total Phosphorus in aqueous matrices as mg P/L
W-TKN Template: DEFAULT (EPA 351.2 Rev. 2.0) Total Kjeldahl Nitrogen in aqueous matrices
W-TOC Template: DEFAULT (SM 5310 B-2011) Nonpurgeable Organic Carbon in agueous matrices
Bottle Type: P-125ML Number of Bottles: 1 Preserved With: FILTER-ICE
W-PO4-F Template: DEFAULT (EPA 365.1 Rev. 2.0) Ortho-phosphate, dissolved, in filtered, aqueous matrices as mg P/L
Bottle Type: BG-1L Number of Bottles: 4 Preserved With: ICE
W-PSNP-TQ Template: DEFAULT (EPA 8270E) Organonitrogen and phosphorus pesticides in water matrices by GC/MS/MS
Bottle Group B (Water) With 1 Samples:
Bottle Type: P-1L Number of Bottles: 1 Preserved With: ICE
ALKALINITY Template: DEFAULT (SM 2320 B-2011) Alkalinity in aqueous matrices as mg CaCO3/L
TURBIDITY Template: DEFAULT (EPA 180.1 Rev. 2.0) Turbidity in aqueous matrices
W-CL-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Chloride in aqueous matrices
W-COLOR Template: DEFAULT (SM 2120 B-2011) True Color measured at 450 nm (not valid for NPDES monitoring)
Color (true)
W-F Template: DEFAULT {SM 4500 F-C-2011) Fluoride in aqueous matrices, without distillation (not valid for NPDES
monitoring)
W-504-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Sulfate in aqueous matrices
W-TDS Template: DEFAULT (SM 2540 C-2011) Total Dissolved Solids in aqueous matrices
W-TSS Template; DEFAULT (SM 2540 D-2011) Total Suspended Solids in aqueous matrices using a maximum of 250 mL of
sample
Bottle Type: BP-1L Number of Bottles: 1 Preserved With: ICE
CHLSUITE-W  Template: DEFAULT (SM 10200 H (mod.)) Phytoplankton chlorophyll-a corrected, uncorrected, and phaeophytin by
spectrophotometry
Bottle Type: P-250ML-WI-TH} Number of Bottles: 1 Preserved With: ICE
NE-ALS-ECQ Template: DEFAULT (SM 9223 B Quanti-Tray) E. coli by Coliler/QT by ALS in Jacksonville
Bottle Type: BG-500ML Number of Bottles: 1 Preserved With: ICE
W-E8321-DI Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
W-E8321-MS Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
Bottle Type: P-500ML Number of Bottles: 1 Preserved With: HNO3
W-HARD Template: DEFAULT (SM 2340B) Hardness by calculation, in aqueous matrices, reported as mg/L CaCO3
Hardness
W-ICP Template: (EPA 200.7 Rev. 4.4) Total Recoverable Metals analysis using ICP emission spectroscopy for
aqueous samples supporting Clean Water Act Projects
Barium
Calcium
iron
Magnesium
Potassium
Sodium
Zinc
W-ICPMS Template: (EPA 200.8 Rev. 5.4) Total Recoverable Metals analysis using ICP-MS for aqueous samples
supporting Clean Water Act Projects
*Boron
Aluminum
Antimony
Arsenic
Cadmium
Chromium
Copper
Lead

Nickel
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Bottle Group B (Water) With 1 Samples:
Bottle Type: P-500ML Number of Bottles: 1 Preserved With: HNO3
W-ICPMS Template: (EPA 200.8 Rev. 5.4) Total Recoverable Metals analysis using ICP-MS for aqueous samples
supporting Clean Water Act Projects
Selenium
Silver
Thallium
Bottle Type: P-500ML Number of Bottles: 1 Preserved With: ICE And H2504
W-NH3 Template: DEFAULT (EPA 350.1 Rev. 2.0) Ammonia in aqueous matrices as mg N/L
W-NO2NO3 Template: DEFAULT (EPA 353.2 Rev. 2.0) Nitrite/Nitrate in aqueous matrices as mg N/L
W-S-A-TP Template: DEFAULT (EPA 365.1 Rev. 2.0) Total Phosphorus in aqueous matrices as mg P/L
W-TKN Template: DEFAULT (EPA 351.2 Rev. 2.0} Total Kjeldahl Nitrogen in aqueous matrices
W-TOC Template: DEFAULT {SM 5310 B-2011) Nonpurgeable Organic Carbon in agueous matrices
Bottle Type: P-125ML Number of Bottles: 1 Preserved With: FILTER-ICE
W-PO4-F Template: DEFAULT (EPA 365.1 Rev. 2.0) Ortho-phosphate, dissolved, in filtered, aqueous matrices as mg P/L
Bottle Group C (Water) With 3 Samples:
Bottle Type: P-1L Number of Bottles: 3 Preserved With: ICE
ALKALINITY Template: DEFAULT (SM 2320 B-2011) Alkalinity in aqueous matrices as mg CaCO3/L
TURBIDITY Template: DEFAULT (EPA 180.1 Rev. 2.0) Turbidity in aqueous matrices
W-CL-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Chloride in aqueous matrices
W-COLOR Template: DEFAULT (SM 2120 B-2011) True Color measured at 450 nm (not valid for NPDES monitoring)
Color (true)
W-F Template: DEFAULT (SM 4500 F-C-2011) Fluoride in aqueous matrices, without distillation (not valid for NPDES
monitoring)
W-804-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Sulfate in aqueous matrices
W-TDS Template: DEFAULT (SM 2540 C-2011) Total Dissolved Solids in aqueous matrices
W-TSS Template: DEFAULT (SM 2540 D-2011) Total Suspended Solids in aqueous matrices using a maximum of 250 mL of
sample
Bottle Type: BP-1L Number of Bottles: 3 Preserved With: ICE
CHLSUITE-W  Template: DEFAULT (SM 10200 H (mod.)) Phytoplankton chlorophyli-a corrected, uncorrected, and phaeophytin by
spectrophotometry
Bottle Type: P-250ML-WI-THI Number of Bottles: 3 Preserved With: ICE
NE-ALS-ECQ Template: DEFAULT (SM 9223 B Quanti-Tray) E. coli by Colilert/QT by ALS in Jacksonville
Bottle Type: BG-500ML Number of Bottles: 3 Preserved With: ICE
W-E8321-DI Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
W-E8321-MS Template: DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
Bottle Type: P-500ML Number of Bottles: 3 Preserved With: ICE And H2504
W-NH3 Template: DEFAULT (EPA 350.1 Rev. 2.0) Ammonia in aqueous matrices as mg N/L
W-NO2NO3 Template: DEFAULT (EPA 353.2 Rev. 2.0) Nitrite/Nitrate in aqueous matrices as mg N/L
W-8-A-TP Template: DEFAULT (EPA 365.1 Rev. 2.0) Total Phosphorus in aqueous matrices as mg P/L
W-TKN Template: DEFAULT (EPA 351.2 Rev. 2.0) Total Kjeldahl Nitrogen in agueous matrices
W-TOC Template: DEFAULT (SM 5310 B-2011) Nonpurgeable Organic Carbon in aqueous matrices
Bottle Type: P-125ML Number of Bottles: 3 Preserved With: FILTER-ICE
W-PO4-F Template: DEFAULT (EPA 365.1 Rev. 2.0) Ortho-phosphate, dissolved, in filtered, aqueous matrices as mg P/L
Bottle Group D (Water) With 1 Samples:
Bottle Type: P-1L Number of Bottles: 1 Preserved With: ICE
ALKALINITY Template: DEFAULT (SM 2320 B-2011) Alkalinity in aqueous matrices as mg CaCO3/L
TURBIDITY Template: DEFAULT (EPA 180.1 Rev. 2.0) Turbidity in aqueous matrices
W-CL-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Chloride in agueous matrices
W-COLOR Template: DEFAULT (SM 2120 B-2011) True Color measured at 450 nm {not valid for NPDES monitoring)
Color (true)
W-F Template: DEFAULT {SM 4500 F-C-2011) Fluoride in aqueous matrices, without distillation (not valid for NPDES
monitoring)
W-S04-IC Template: DEFAULT (EPA 300.0 Rev. 2.1) Sulfate in aqueous matrices
W-TDS Template: DEFAULT (SM 2540 C-2011) Total Dissolved Solids in aqueous matrices
W-TSS Template: DEFAULT (SM 2540 D-2011) Total Suspended Solids in agueous matrices using a maximum of 250 mL of
sample
Bottle Type: BP-1L Number of Bottles: 1 Preserved With: ICE
CHLSUITE-W  Template: DEFAULT (SM 10200 H (mod.)) Phytoplankton chlorophyli-a corrected, uncorrected, and phaeophytin by
spectrophotometry

Bottle Type: P-250ML-WI-THI Number of Bottles: 2 Preserved With: ICE
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Bottle Group D (Water) With 1 Samples:

Bottie Type: P-250ML-WI-THI
NE-ALS-ECQ Template;
NE-ALS-ENQ Template:

Bottle Type: BG-500ML
W-E8321-DI Template:
W-E8321-MS Template:

Bottle Type: P-500ML

W-NH3 Template:

W-NO2NO3 Template:

W-S-A-TP Template:

W-TKN Template:

W-TOC Template:
Bottle Type: P-125ML

W-PO4-F Template:

Number of Bottles: 2 Preserved With: ICE

DEFAULT (SM 9223 B Quanti-Tray) E. coli by Colilert/QT by ALS in Jacksonville
DEFAULT (ASTM D650399) Enterococci by Enterolert/QT by ALS in Jacksonville
Number of Bottles: 1 Preserved With: ICE
DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
DEFAULT (EPA 8321B) Pesticides, herbicides, and other chemicals in water matrices by HPLC/MS/MS
Number of Bottles: 1 Preserved With: ICE And H2S04
DEFAULT (EPA 350.1 Rev. 2.0) Ammonia in aqueous matrices as mg N/L
DEFAULT (EPA 353.2 Rev. 2.0) Nitrite/Nitrate in aqueous matrices as mg N/L
DEFAULT (EPA 365.1 Rev. 2.0) Total Phosphorus in agueous matrices as mg P/L
DEFAULT (EPA 351.2 Rev. 2.0) Total Kjeldahl Nitrogen in aqueous matrices
DEFAULT {SM 5310 B-2011) Nonpurgeable Organic Carbon in aqueous matrices
Number of Bottles: 1 Preserved With: FILTER-ICE
DEFAULT (EPA 365.1 Rev. 2.0) Ortho-phosphate, dissolved, in filtered, aqueous matrices as mg P/L

* - The laboratory is not NELAP certified for this analyte/method, or certification is not applicable.



